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FOREWORD

This report is a summary of a program to develop an integrated gamma-ray
spectroscopy system for use in measurement of concentrations of radionuclides
in solid samples collected near active and inactive uranium mining, milling,
and fuel-processing facilities. Use of high-resolution gamma detectors allows
specific quantification of the level of ground contamination. A gamma spectra
of a sample of uranium mill tailings may show more than 150 individual peaks
between a 40- to 1500-keV energy band. This necessitated a meticulous calibra-
tion of the system for gamma energy, efficiency, and precise knowledge of

intrinsic radionuclide intensities.

This work was initially sponsored by the Division of Safeguards, Fuel
Cycle and Environmental Research, U.S. Nuclear Regulatory Commission, and was
completed under auspices of the U.S. Department of Energy in support of the

Uranium Mill Tailings Remedial Action Program.
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ANALYSIS OF THE GAMMA SPECTRA OF THE URANIUM,
ACTINIUM, AND THORIUM DECAY SERIES

by

Michael H. Momeni

ABSTRACT

This report describes the identification of radionuclides in
the uranium, actinium, and thorium series by analysis of gamma
spectra in the energy range of 40-1400 keV. Energies and absolute
efficiencies for each gamma line were measured by means of a high-
resolution germanium detector and compared with those in the litera-
ture. A gamma spectroscopy method, which utilizes an on-line com-
puter for deconvolution of spectra, search and identification of
each line, and estimation of activity for each radionuclide, was

used to analyze soil and uranium tailings,and ore.

1. INTRODUCTION

Gamma-ray spectroscopy provides an inexpensive and efficient method for
measuring the contamination of the environments of facilities processing
natural, depleted, and enriched uranium. In general, radionuclide concen-
trations in environmental samples may be determined by means of radiochemical
separations, followed by alpha- and beta-ray spectroscopy. But these tech-
niques, in comparison with high-resolution gamma-ray spectroscopy, are labori-
ous and time consuming, preventing an extensive sampling procedure often
demanded by environmental programs. In recent years, the application of

on-line minicomputers to the analysis of complex gamma-ray spectra has further



facilitated and tailored the process of data reduction, error analysis, and

search for radionuclides in the uranium, thorium, and actinium decay series.

Figures 1.1 through 1.3 depict the decay series of uranium (U-238),
thorium (Th-232), and actinium (U-235). The structures and emission charac-
teristics of these series have been studied by Hyde, Perlman and Seaborg
(1964); Lederer, Hollander and Perlman (1968); Gunnink et al.(1969); Kogan
et al. (1969); Adams and Gasparini (1970); Smith and Wollenberg (1972); Davidson
and Conner (1968); Lingeman et al. (1969); Bjornholm et al. (1968); and Godart
and Gizon (1973). The most recent compilation of gamma-ray spectra recorded
by germanium detectors is that of Heath (1975). However, in many cases, the
reported intensities do not agree, and the absolute intensities are not

available.

High-resolution germanium detectors are capable of recording more than
150 distinct peaks within the 40 keV to 2 MeV energy region. Deconvolution of
gamma-ray spectra, identification of radionuclides from the gamma lines, and
calculation of the concentration of each radionuclide demand accurate knowl-
edge of both gamma energies and the intensities of the gamma transitions of
each radionuclide. In this report, procedures for deconvolution of gamma-ray
spectra and radionuclide identification are described. Gamma transition
intensities and energies for the prominent peaks were measured and compared

with those reported in the literature.

2. SPECTROMETER SYSTEM

The application of a gamma spectrometer to measurements of environmental

samples requires the following:

1. A resolution better than 2 keV [full-width-half-maximum (FWHM)] at
the 1.33 MeV peak of Co-60,

A lower detection limit of 40 keV and a upper limit of 2 MeV,
Relative photopeak efficiency of more than 10%,

Low background,
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S Stable electronics suitable for long-duration measurements of low-
activity samples,

6. A software package for deconvolution of complex gamma spectra,

A procedure for identification of each gamma line and assignment to
a nuclide or nuclides, and

8. Calculation of activity for each of the radionuclides and the detec-
tion limit for each of the radionuclides that were not observed.

The spectrometer design is shown in Figure 2.1. The detector is an
upward, true coaxial, lithium-drifted germanium detector (ORTEC) with a reso-
lution of 1.8 keV at the 1.33 MeV photopeak of Co-60 with a peak to Compton
ratio of 44:1. The detector and the cooled FET (ORTEC) preamplifier are
housed in a 12-cm-thick steel shield that is about 100 cm above the ground.

The following systems were utilized:

Analog-to-digital converter, Ino-Tech model 2105, 50 MHz.
Spectroscopy amplifier, Ortec Model 472A.

Livetime corrector/pileup rejector, Canberra model 1468.
Dual random nuclear pulse genmerator, ANL.

Ino-Tech ultima II multichannel analyzer, model 3408.

32k NOVA computer.

Tektronix systems 4014-1, 4054, and 4907.

N o BN -

The zero channel and the gain were software controlled. Two energy-stable,
random nuclear pulses were generated, one at the lowest energy channel (first
10 channels) and the other at the highest. These reference pulses (10,000 cps)
were stored in a buffer memory and were scanned once every 100 seconds. Subse-
quently, the most likely centroid channels for these reference pulses were
calculated, and the zero channel and gain were computed by means of these cen-
troids. The sample spectrum collected within the next 100 seconds was then
adjusted for the channel location. Comparison of the centroids calculated
over a period of time for a gamma line of known intensity, within an energy
range of 40 keV to 2 MeV, showed no evidence of drift in gain or degradation
of peak resolution. Table 2.1 shows the background count rates at selected
gamma energies measured for periods of 70 hours, as well as the estimated

errors of deconvolution of the gamma spectra.
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Figure 2.1. Diagram of the Gamma Spectrometer.
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Table 2.1. Average Background Count Rates at Selected Energies

Energy Area Error Count Rate
(keV) (counts) (%) Area (cpm) Radionuclide
46.5 250 28.90 5.95E-2 Pb-210
63.3 468 31.20 1.11E-1 Th-234
92.8 1395 8.85 31.32E-1 Th-234
185.7 997 11.85 2.37E-1 U-235/Ra-226
238.6 1368 7.50 3.26E-1 Pb-212
351.8 670 14.25 1.60E-1 Bi-211/Pb-214
510.7 5692 7.95 1.36E 0 T1-208
609.4 378 11.95 9.06E-2 Bi-214
#2273 100 34.0 2.38E-2 Bi-212/Ac-228
911, 1 306 12.25 7.29E~2 Ac-228
988.1 179 13.90 4.26E-2 Ac-228
1238.2 52 26.0 1.24E-2 Bi-214

3. ANALYSIS OF GAMMA SPECTRA

3.1 Gamma Spectra

The gamma spectra of natural uranium and thorium samples in the 40- to
1400-keV range are shown in Figures. 3.1 and '3.2. Stripping the spectra for
calculation of the area under each peak, e.g., at 46.5 keV of Pb-210 (Fig. 3.3),
requires correction for the contribution of the adjacent peaks and the con-
tinuum. The shape of each observed peak is not truly Gaussian; it rises
sharply on the high energy side and skews on the low energy side (response
function). The ideal distribution of a gamma-ray with a negligible natural
energy width is Gaussian, but because of equipment noise, incomplete charge
collection, pileup, and scape of annihilation radiation, the distribution at
the low-energy side is exponential. Thus, a discontinuity appears in the
background continuum above and below the initial gamma photopeak. Moreover,
on occasion, neighboring peaks will overlap, precluding any simple hand calcu-
lation or electronic integration of the area above the continuum, e.g., the

regions between 70-80 keV (Fig. 3.4).
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3.2 Shape Functions

Data collected in N channels of an analyzer take the form of a histogram
of a continuous energy spectrum within a range of minimum (Eo) and maximum
(Em) energy. Under the condition of a linear energy-to-channel relationship,
each channel will have an energy width of 8E = (Em = Eo)/N' A complex spec-
trum, as shown in Figure 3.1, consists of a linear superposition of contribu-
tions from each peak j, with energy Ej and intensity aj. The number of counts,

i.e., the number of photons detected with an energy E, within the range of
E £ 1/2 8E, is given by

where nij is the contribution of a peak j to counts in channel i. The summa-
tion extends over the entire gamma spectrum, even though, on occasion, the

upper energy Ek could exceed Em'

The intensity of a gamma line j is proportional to the area a. =
n

2 n. . under the response function. The objective of a deconvolution pro-
i=1

cedure is to strip the spectrum into the coﬁbonents, i.e., peaks, and to
calculate nij' The response function may be approximated by a shape function
f(x), where x is a continuous variable analogous to the discrete index i and a
channel width 6x = K8E, where K is the slope of the energy channel function

(dE/dx = K-1). The area under peak j is calculated from

X max

aj = / fj(x) dx

X min
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An individual peak, aj, is superimposed on a continuum, which, within the

region of integration, may be represented by a polynomial
= B 2
fc(x) = A0 + A (x xj) + Ay (x xj) i

where xj is the centroid to the peak j, the region of interest, and Aj is the
amplitude of peak j. The shape function fp(x) for each peak j is a Gaussian
function fg(x), where
(7o |12
fg(x) = Aj o ol ——1k 3

B

folded into an exponential function. The parameters of function fg(x) are as

follows:
Aj = the peak amplitude.
x = the channel location.
Xj = the centroid for peak j of energy Ej'
pj = the peak width (FWHM)/2.

The addition of an exponential function to the low-energy side of peak j and

the change of the log base from "e" to "2" in the above equation results in

)

St )
fp(x) = AJ‘ 2[ (x XJ) /P ]
when
S XA [(x-xj)/pj] SR
2 o
£,() = A oo + 20(x x.)/p5] ,

when

[(x-xj)/pj] SHECN
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and
- -

Eote — o olB® - @Btzw,)/p ]

P i
when

(x-xj) ERBAS
where o is the skewing parameter for joining the Gaussian to the exponential
function, and B is the upper energy cutoff channel. In addition, a step

function, fs(x), is also included in the low-energy side of the peak

(Fig. 3.5). The step function fs(x) for a relative step height 6 is expressed

as
£,(0) = A {2'[1'75(X'Xj)/pj]} y
when
(x-xj)/pj 205
and as
£,00 = A0 2-p[1:75G=x /P51 )
when

(x-xj)/Pj <0

The computer program for this analysis was written for use on a NOVA computer.

Figure 3.6 shows the program flow diagram.

3.3 Peak Search Routine

The initial procedures in deconvolution of a spectrum are separation of

the true peak from statistical fluctuations and estimation of the contribution
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Figure 3.5. Peak Shape Parameters:for a Gaussian
Peak Folded into a Step Function
and an Exponential Function,
E = (x-xj)/pj-

to the continuum from other background features such as the Compton edge. In
this program, the high frequency noise and the low frequency background are
filtered by means of a square-wave correlator convolution function with a zero
area (Philips and Marlow 1976). In the absence of a peak, the expected value
of the correlator signal through the data is zero. In the presence of a peak,
the expected value of the correlator signal in a channel "i" exceeds a pre-
selected number (search sensitivity value) of standard deviations of the
measured count in that channel. The choice of a square-wave correlator with a
width of about the same magnitude as the true width of the peaks effectively
eliminates detection of statistical fluctuations as true peaks. Detailed
discussions of the parameters affecting the deconvolution process and of data
reduction are given by Fletcher and Powell (1963); Davidson (1965); Kearn
(1969); Brown and Dennis (1970); Beeck (1975); McNelles and Campbell (1975);
Brassard and Correias (1977); and Momeni (1978).
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3.4 Deconvolution of a Gamma Spectrum

To deconvolute a spectrum into individual peaks j with area a. (inten-
sity), the spectrum is divided into multiplets of regions. A maximum of 6
peaks is allowed in each subregion during each step of deconvolution. Peak
shape functions and background functions are fitted into the individual peaks
within each of the multiplets. If a satisfactory chi-square (x2?) is not
achieved, the residuals are searched for hidden peaks (Fig. 3.6). Then, the
hidden peak is added to the multiplet and the data are reanalyzed. If the
addition of the new peak to the multiplet exceeds the maximum number of peaks
allowed in each multiplet, the subregion is further divided before reanalysis.
In cases where the residuals do not indicate a hidden peak or where addition
of the hidden peak degrades the X2, the peak width is allowed to vary inde-
pendently.

The procedure of fitting the functions to the data is a non-linear,
least-squares, variable-metric minimization method (Garbow 1969, Davidson
1965, and Fletcher 1970). The procedure is accomplished by minimizing the
least-squares deviation chi(j) of the data nj from the shape function f(x,qk),

by varying the fitting parameters Q. of the shape function. The X2 is given by
2 B! {(3i))2
DTS i (chi () )=
s
for ng degrees of freedom. The function
F(a,) = & x2(q,)
k 2 k
is optimized by an iterative search for the minimum in the function
9F(q,)

G(qy ,i) = ——
K’ 3q
k
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In the neighborhood of the minimum value of F(qk), the inverse Hessian matrix
of the function F is approximately equal to the variance-covariance matrix
(Phillips and Marlow 1976)

3%F(q;,)
H ~
= dq; 9q

The variance in the parameter q; is given by the diagonal elements of the
matrix H, and the covariances of q; and qj are given by the off-diagonal ele-
ments. The value of matrix H is systematically estimated by the variable-
metric method (Davidson 1965, Fletcher 1970). The iteration procedure is
repeated until either a satisfactory x? is obtained, no improvement in X2 is

achieved, or the maximum number of iterations is attained.

The net area aj, for each peak j, is given by

L f fij (q))

where f (qk) is the shape function for the jth peak at the ith channel. The
sum extends from 8 FWHM on the low-energy side to 4 FWHM on the high-energy

side of the peak centroid. The error for each peak, Oj’ is computed from

da da
o ()
Fris i G APy ik

3.5 Determination of Radioactivity

Figure 3.7 depicts the transitions from 238U to 284Th and 224Pa. About
0.23% of the alpha decay transitions of 283U to 238Th go to the 160 keV excited
state, about 23% go to the 50 keV metastable state, and about 77% go to the
ground state. De-excitation from the 50-keV level to the ground state results
in emission of 50-keV gamma radiation. 23§Th decays to 233Pa by B emission.
About 72% of the beta transitions from the ground state of 234Pa to the excited
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Figure 3.7. Decay of 233U to 28§Th and 28%Pa.

state of Pa-234 go to the 1.17-minute metastable state of ~ 80 keV, 17% to the
172.9-keV level; and 7% to the 173.3-keV level. Only 0.13% of the transitions
from the 1.17 minute metastable state to the ground state of 23%Pa are internal;
the remainder are B decays to the U-234 nuclide. De-excitation from the
excited states of 28%Pa to the ground state occurs by gamma emission. Transi-
tions of the other nuclides in the uranium, actinium, and thorium series are
reported by Lederer, Hollander and Perlman (1968) and in recent revision in
(1978).

Gamma emissions from the decay of any of the nuclides in any of the

series exhibit a set of discrete lines that can be used for the identification
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of the nuclide. Associated with each set of gamma lines is a set of intensi-
ties corresponding to the areas of the peaks aj. The number, N, of decays of

a radionuclide p from a sample with an activity Ap (in pCi) is
N =2.22A
P P
0f these transitions, a fraction bpj are photons with energy Ej given by

™ mE
Thus, corresponding to a set of photons with energies Ej are intensities b i
which are detected at the peak locations j. The fraction of the photons with
the energy Ej detected at j is dependent on the detector size, sample configu-
ration, detection geometry and the sample matrix. This fraction, n, is a

function of energy and is given by

where €. is the total detection efficiency of the gamma spectrometer system.

Therefore, the activity APj (in pCi) is calculated from

T

et > wi
T h . E.
. B i

The average activity < Ap >, estimated from all gamma lines emitted by the

radionuclide p, is given by

zijpj
< 3 et
A > 5
P 2W .
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. . 5 n 2
where the summation is over all gamma lines emitted during transition of

radionuclide p to its immediate daughter. The weight factor ij is given by

1 2 By 2
=1 — =1 P 2
PJ 08 03 .
Pl PJ

where %a_. is the error from the estimation of the area of peak j. The sta-
PJ ;
tistical error associated with the average activity is the standard propagated

statistical error:

W2, o2
pJ Al

2 = pi
S AP S (prj)

In addition, the chi-square error from the deconvolution procedures is esti-

mated from the minimum variance error by

2 W ba g clA s) 2
o2 Lol P p P
chi-square (N-1) 2 Wpj

under the condition that when N = 1, g2 = 0, where N is the number

chi-square
of counts.

3.5.1 Isotope Identification

A set of gamma lines j with distinct intensities bpj unambiguously iden-
tifies the presence of isotope p. The intensity of these lines can vary
significantly from very faint to intense. Detection of the faint lines requires
long acquisition time and occasionally may be unsuccessful during the peak
search analysis. For example, a sample with an activity of 1 pCi of an
isotope p and a photon intensity of bpj =1 x 10-2 emits only 2.22 x 10-2
photons/min. At a detection efficiency of 15%, only 3.33 x 10-3 gammas of
energy Ej are detected each minute, or 4.8 each day. This count rate is sig-
nificantly smaller than the statistical fluctuation in the spectrometer back-

ground. Thus, for a sample with such low activity, the gamma line will not be
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perceptible. Therefore, the procedure for identification of an isotope on the
basis of presence of all lines can fail even though the major lines are present.
In our study, the procedure for identification of an isotope is based on the
presence of the major lines, which are selected on the basis of their relative
intensities. Figure 3.8 depicts the flow diagram of the program for isotope
detection and activity calculation. Nuclides are identified by comparing the
subset of the gamma lines (major lines) detected in the spectrum with those in

the isotope library.
3.5.2 Detection Limit

The analysis of a sample often entails the calculation of the lowest
detectable activity as an upper bound estimate of the concentration of a
radionuclide not detected during the measurement. The algorithm for this
calculation is based on the minimum peak detection correlator signal at the

most prominent photon peak of the isotope. The net peak area a, associated

d
with this line is computed for a peak with a mean correlator signal that is
two standard deviations above the minimum detection signal and that assumes a
Gaussian shape with a width (FWHM) adopted from the calibration procedure.

Therefore, the minimum detectable activity is calculated from

B= gupome: bls
P ag/( J PJ)

3.6 Calibration

3.6.1 Energy Calibration

The purpose of energy calibration is to determine the functional rela-
tionship between energy and channel number. The initial step is determination
of channel number and energy of a set of precisely known gamma lines. The
preparation and anaylses of the standards are described in Appendix A. The

standards used for energy and efficiency calibration were the following:

a. Radium (Ra-226) in secular radioactive equilibrium (National Bureau
of Standards reference material 4959-130) with an uncertainty of

1.2% in the specified activity.
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ISOTOPE ANALYSIS

G I FIRST ISOTOPE IN TABLE I

¥

NO YES
ANY GAMMAS FOUND FOR THIS ISOTOPE?

COMPUTE PRELIMINARY
{ ACTIVITY
1SOTOPE ISOTOPE

NO i YES
REJECTED EOUND ——( ANY GAMMAS MISSED?

COMPUTE AREAS FOR
MISSED GAMMA PEAKS

i

NO ANY MISSED GAMMA PEAKS YES
ABOVE DETECTION LIMIT?

COMPUTE ACTIVITIES FOR ISOTOPES
WITH NON- INTERFERED GAMMAS
TYPE | ISOTOPES

!

COMPUTE ACTIVITIES FOR ISOTOPES
THAT INTERFERE WITH TYPE | ISOTOPES
BY SUBTRACTING TYPE | COUNTS

!

COMPUTE ACTIVITIES FOR REMAINING
ISOTOPES FOUND BY IGNORING INTERFERENCES

COMPUTE AND PRINT DETECTION LIMITS
FOR ISOTOPES NOT DETECTED

Figure 3.8. Flow Diagram of the Program for Isotope Detecton
and Calculation of Radioactivity.

MORE ISOTOPES
IN TABLE?

NEXT ISOTOPE
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Mixed radionuclide, gamma-ray emission-rate solution (standard reference
material 4243G) containing the following radionuclides (uncertainties in
specified activity in parentheses): Cd-109 (3.1%), Co-37 (2.7%), Ce-139
(2.3%), Hg-203 (2.3%), Sn-113 (3.1%), Sr-85 (2.5%), Cs-137 (2.3%), Y-88
(3.1%), Y-88 (2.5%), and Co-60 (1.6%).

Thorium ore (1.01 * 0.01%) at a 95% confidence level, plus 0.04% uranium
from New Brunswick Laboratory, Sample No. 79 (monozite sand, Th = 8.44%,
in dunite).

Pitchblende ore (53.55% U30g), Sample No. 6, New Brunswick Laboratory.

Additional gamma standards for energy were Am-241, Pb-210, and Se-75.

For a functional representation, the spectrum was subdivided into two

regions, channels 1-400 and channels 401-4000. Then for each region, a

polynomial function was fitted to the data (j, Ej) by a least-squares method.

Table 3.1 gives the calibration coefficients Aj for the polynomial

E (keV) = A+ AiC + AT GERTVAR GRS G

where C is the channel number, with a digital offset of 40 channels.

»

Table 3.1. Energy Calibration

Region 1 Region 2
Coefficient Channels 1-400 Channels 401-4000
Ao 2.040168E+1 2.391331E+1
A; 3.555993E-1 3.477040E-1
A, 1.945887E-4 -1.763261E-6
As -8.920941E-7 2.418152E-10

Ay 1.007525E-9 0
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Figure 3.9 shows the data (j, Ej) superimposed on the calculated calibra-
Figure 3.10 shows the

The

tion curve for the region of channels 1-400 (#1).
residuals, i.e., calculated energy minus observed energy, for region #1.
maximum difference of 0.15 keV between the observed and the calculated energies
may be partially due to the error in centroid location and the energy assign-
ment. Similarly, the calibration curve for region #2 (channels 401-4000) is
shown in Figure 3.11 and the residuals in Figure 3.12. In region #2, the

maximum residual error is 0.17 keV.

Reglon #1, Channels 1-400:
4th degree polynomial
Reslidual error = 8.26 KEV
Max deviation = 8.46 KEV

KEV

® PRSPV TR e (A | ST 1 A
[} 120 209 300 400 580
Channel Number

Figure 3.9. Energy Calibration of Gamma
Spectra, 0 - 200 keV.
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Figure 3.11. Energy Calibration of Gamma

Spectra, 200 - 1400 keV.
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Figure 3.12. Calculated Energy Minus Observed
Energy (residuals) of Gamma
Spectral Energy Calibration.

3.6.2 Efficiency Calibration

An efficiency calibration is a determination of the functional relation-

ship between the total detection efficiency ej, where

n .

) B
R ZEo AL )
Pj Pj

and energy Ej' To generate a data set (E - ), a calibration spectrum is
deconvoluted, and the optimized peak shape parameters are calculated. On the
basis of this analysis and a known set of data (E 2.22 Apj bpj)’ Ej and ej

are calculated. The total efficiency, Ej’ is the detected fraction of the
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photons of energy Ej emitted by the source. The &. is dependent on a com-
bination of factors: sample shape, sample-detector geometry, sample self-
absorption, and intrinsic efficiency of the detector. The observed efficiency
(Fig. 3.13) initially increases with increasing energy to a maximum value;
thereafter, it decreases exponentially with increasing energy. The efficiency

curve can be divided into several energy regions, and the data in each region

o~

Py Y T i T . T ) T ¥ T L T

g o J
LEGEND

g i + = Kev<=1{45 i

s I X = {45<Kev<=610 5
A = 618<Keav

Detector Efficiency
8.04 °.00

Kev

Figure 3.13. Calculated Efficiency and Measured Efficiency
as a Function of Photon Energy.

are then fitted to a sum of exponential functions or to the following poly-

nomial:

€ = Ap + AjE + AsE2 + AgE3 + AE*

calculated from a least-squares fit of the data (Ej’ £j) to three energy
regions: 40-145 keV, 145-610 keV, and 610-1500 keV. The coefficients Ai of
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the polynomial are listed in Appendix B. The optimized peak width (FWHM) is a

function of energy (E) and can be estimated by
FWHM\2 _
7 _RO+R1E ’
where Ro = 3.032 and R; = 3.69 X 10-3. The peak shape parameter joining the
central Gaussian to the low-energy exponential skewing functions is 1.833 FWHM/2.
The ration of the step height to the central Gaussian height is 3.018 x 10-2.

4. GAMMA SPECTRA OF THE URANIUM, ACTINIUM, AND THORIUM DECAY SERIES

4.1 Gamma Energies and Quantum Yields

Tables 4.1 and 4.2 list the gamma peaks detected in samples of ore con-
taining the uranium, actinium, and thorium decay series, each series in secular
radioactive equilibrium. The energy, error of the energy assignment, peak
width, count rate, and error of the area under each peak are given for each
peak listed in the tables. The nuclides corresponding to the detected peaks
and the quantum yields are given in Tables 4.3 through 4.5. Figures 4.1
through 4.9 show the spectra of the gamma lines from the nuclides in the
uranium, actinium, and thorium series. The spectra are superimposed on the
same graph within each energy region for ease of comparison. In Tables 4.6
through 4.8, the energies and quantum yields measured in this investigation
are compared with those previously reported. Because the 70-115 keV region
(Fig. 4.2) includes lines from X-ray emissions, the gamma line intensities
were not estimated in this region, except for peaks at 92.75 keV (Th-234) and
109.15 keV (U-235) (see Tables 4.3 and 4.4).

The lowest energy peak detected in the spectrum of the uranium and actin-
ium series (Table 4.1) is at 46.50 keV, and its origin is the decay of Pb-210.
The quantum yield of this line is 4.10 x 10-2, in good agreement with those
previously reported (Table 4.6). In addition to this line, five other peaks
are identifiable in Figure 4.1, and of these, three peaks also seem to be
present in the thorium spectrum. The line at 57.62 keV is a reference line

(pulse line) for comparison of the spectra. The thorium ore sample also con-

tains uranium and actinium nuclides.
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The second peak in the uranium spectrum was resolved into two peaks,
49.09 keV and 50.11 keV (Table 4.1), from Th-227, and Fr-223 at 49.8 keV also
contributes to this peak (Table 4.4). The third peak was resolved into three
peaks at 52.14, 52.77 and 53.18 keV (Table 4.1). The origin of the 52.77-keV
line is uncertain. Smith and Wollenberg (1972) assigned the 52.14-keV line to
Pb-214 and the 53.18-keV peak to U-234, but Lingeman et al. (1969) assigned
the 53.23-keV peak to Pb-214. The quantum yields for the U-234 line are in
good agreement with the values reported by Smith and Wollenberg (1972), but
the quantum yields for the Pb-214 line are about 50% of previously reported

values.

The peak at 63.42 keV (Fig. 4.1 and Table 4.1) was resolved into two
peaks, 63.30 keV and 63.4 keV, and was assigned, respectively, to Th-234 and
Pa-234 (Smith and Wollenberg 1972). Godard and Gizon (1973) also resolved the
peak into 62.92 keV and 63.35 keV lines and assigned both to Th-234. Heath
(1975) assigned the peak at 63.3 keV to Pa-231 and Th-234. Bjornholm et al.
(1968), Sampson (1973), and Chu and Scharff-Goldhaber (1978) reported the peak
at 63.4 keV, 63.28 keV, and 63.1 keV, respectively. Taylor (1973) also resolved
the peak to a doublet at 62.97 and 63.35 keV and attributed both to Th-234.
Another peak observed at 61.18 keV was assigned to Bi-214. The peak at
67.67 keV (Fig. 4.1) is due to Th-230 and is the only line useful for meas-
urement of this nuclide. The energy and intensity reported in the literature

compare favorably with those measured in this §tudy (Table 4.6).

In the thorium series, the lowest energy detected (Table 4.2) was at
37.8 keV (not shown in Fig. 4.1). The origin of this line is uncertain. The
next peak at 39.90 keV is from Bi-212 (Table 4.6). The other lines are from
the uranium and actinium series. Because the 70-120 keV region includes lines
from X-ray emissions (Fig. 4.2), the intensities for this region were not
estimated except for the lines at 92.75 keV (Pa-234), 109.15 keV and 115.20 keV
(U-235), and 113.08 keV (Th-227). The characteristic X-ray lines for elements
contributing to the gamma spectra were previously reported (Lederer et al.
1968). The lines detected in the 70-120 keV energy region are listed in
Tables 4.1 and 4.2. The prominent peaks in this energy region (Fig. 4.3) are
at 143.82 keV (U-235, Th-230, Ra-223), 154.15 keV (Ra-223), 163.45 keV (U-235),
and 185.93 keV (U-235, Ra-226) in the uranium and actinium series, and
129.07 keV (Ac-228) in the thorium series.
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The lines from the nuclides in the uranium and actinium series, which
were also observed in the thorium spectrum, are at 154.15 keV and 185.93 keV.
The peak at 163.45 keV from the decay of U-235 has often been utilized for
correction of the U-235 contribution to the unresolved lines (U-235 + Ra-226)
at 185.93 keV for a direct measurement of Ra-226. For both lines, the energy
and the quantum yield for U-235 are in good agreement with previously reported
values (Table 4.7), but the quantum yield for Ra-226 is about 20% lower than

those reported in the literature.

Tables 4.1 and 4.2 identify the most intense peaks observed in the spec-
tra shown in Figures 4.3 through 4.5. The most suitable peaks for determina-
tion of activity are the intense peaks that are not complicated by interference.
When the interference may be accounted for by other lines from the same nuclide,
the peaks with interference can also be utilized for calculation of activi-
ties. However, in cases where the interference lines cannot be accounted for
by other lines, the activities cannot be unambiguously determined. In some
situations, the contribution from the interference lines is very weak, and the
activity could be estimated, even though the magnitude of the interference is

not computable.

The quantum yields measured in this investigation are generally of the
same order of magnitude as those previously reported (Tables 4.6 through 4.8)
but, in general, there is more favorable agreement for the more intense lines.
The energies of the lines measured in this research are in good agreement with
the previously reported values and within a fraction of a keV of the more

recent measurements.

4.2 Conclusion

In general, the magnitude of the uncertainty associated with the computed
quantum yield depends on the magnitude of the full width of the energy peak
and the area under the peak, relative to the background continuum and the
magnitude of the interferences. The uncertainty of estimating the contribu-
tion from the interference peaks is related to the magnitude of the uncer-

tainty in the quantum yields and the uncertainty in the deconvolution method
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for resolution of the multiplets. The uncertainty in the quantum yields of
less than 1 x 10-3 is smaller than 5% for the lines free from interference and
more than 10% for the others. The uncertainty arises from the composite
errors of deconvolution, the uncertainty in the absolute activity of the
primary standards, and the magnitude of the interference. This gamma spec-
troscopy system and the procedure for data reduction permit measurements of
concentrations of the nuclides in uranium ore and tailings with total errors
of less than 5%, and, for typical environmental concentrations, with total

errors of less than 15%.
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Radioactive Equilibrium

Detected Peaks in a Sample of Ore Containing
Uranium and Actinium Series in Secular

Energy * Error FWHM Count Rate Error

(keV) (keV) (cps) (%)
46.50 + 0.01° 1.14 5.480E-1 1.3
49.07 + 0.45% 1.14 5.088E-2 4.45
50.11 + 0.14% 1.14 5.088E-2 4.45
CORAE (o 1.14 1.836E-1 2.20
53.18 + 0.04% 1.14 1.836E-1 2.20
63.34 * 0.01° 1.13 7.176E-1 0.75
67.67 * 0.05% 1.13 7.490E-2 2.40
74.88 *+ 0.01%°P 1.18 1.294E0 0.80
77.21 % 0,01%:® 1.18 2.342E0 0.55
79.46 + 0.05%°P 1.18 2.221E-1 3.35
81.30 + 0.05%°P 1.18 1.842E-1 3.90
84.16 * 0.03 1.30 4.723E-1 8.40
87.65  0.01 1.27 7.375E-1 1.15
90.39 + 0.02%° 107 3.187E-1 1.15
93.23 + 0.01%°P 1.27 1.125E0 0.60
95.38 + 0.03%'P 1.27 1.400E-1 1.55
99.19 + 0.03%P 1.48 1.187E-1 3.10
103.52 * 0.19 1.45 7.937E-2 14.25
106.62 + 0.15% 1.45 2.194E-3 84.70
110.07 * 0.10 1.45 1.655E-1 6.10
111.97 * 0.09 1.45 2.331E-1 4.75
113.86 + 0.04 1.45 5.385E-2 4.45
115.68 * 0.15 1.45 7.985E-2 11.05
123.75 + 0.33° 1.14 1.354E-2 18.70
131.49 + 0.33 1.20 9.085E-3 17.55
139.87 + 0.30 1.25 1.189E-2 13.75
144.24 + 0.03 1595 1.423E-1 1.85
154.25 * 0.06 1.35 5.655E-2 3.10
158.39 + 0.51 1.35 3.821E-2 18.70
163.45 + 0.06 1.29 5.035E-2 7.90
165.50 + 0.01 1.29 4.658E-3 32.35
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Table 4.1 (cont'd)

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
186.04 + 0.01 1.29 1.031E00 0.35
188.72 * 0.49 1.49 4.339E-2 25.55
195.85 * 0.242 1.56 1.220E-2 15.53
202.04 * 0.17 157 4.563E-2 12.30
205.27 + 0.04 1.15 3.396E-2 7.50
210.45 * 0.16 1.05 6.552E-3 14.70
235.90 * 0.05 1.18 6.094E-2 2.40
241.92 * 0.01 1.23 8.933E-1 0.30
253.73 £ 0.87 1.27 6.664E-3 50.60
256.18 + 0.04 1.21 3.246E-2 4.45
258.44 * 0.32 1220 5.769E-2 3.15
259.09 * 0.40 1.21 3.785E-3 32.10
269.41 * 0.02 1:95 6.894E-2 1.60
271.20 * 0.02 1.25 5.572E-2 1.60
273.53 £ 0.40 1.25 9.239E-3 13.45
274.75 * 0.05 1.25 3.412E-2 4.35
281.09 * 0.25 1.30 3.013E-2 12.30
283.63 * 0.36 1.30 3.539E-3 27.90
286.12 * 0.10 1.30 7.548E-3 14.80
295.16 * 0.0 1.26 1.859E00 0.30
299.93 + 0.13% 1.26 1.437E-2 8.40
302.64 + 0.30% 1.43 6.816E-2 12.95
304.55 + 0.40% 1.43 5.125E-2 16.00
314.34 % 0.25 1.14 1.3930E-2 14.35
323.84 * 0.06 1.24 1.540E-2 6.75
329.80 * 0.07 1.44 1.219E-2 8.30
333.97 + 0.192 1.44 6.511E-2 8.20
338.29 + 0.872 1.44 6.532E-2 8.20
351.89 * 0.01 1.48 2.953E0 0.20
371.80 % 0.31 1.44 1.567E-2 16.50
386.83 * 0.05 1.49 1.765E-2 2.10
388.92 * 0.04 1.49 2.375E-2 1.60
401.84 * 0.04 1.49 2.088E-2 2.75
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Table 4.1 (cont'd)

Energy * Error FWHM Count Rate Error

(keV) (keV) (cps) (%)
404.89 * 0.24 1.49 1.333E-2 11.05
405.74 * 0.32 1.49 6.658E-3 20.45
426.83 + 0.32 2.24 8.352E-3 23.00
444.92 + 0.26 1.53 3.961E-3 9.75
454.75 + 0.05 1.46 1.412E-2 2.40
461.80 + 0.15 1.94 1.119E-2 3.95
469.68 * 0.09 1.63 5.506E-3 3.35
474.60 + 0.12 1.63 4.379E-3 3.25
477.12 + 00 1.63 3.245E-3 61.55
480.55 + 0.05 1.63 1.908E-2 1.40
487.16 + 0.04 1.63 2.200E-2 2.00
509.96 * 0.22 2.36 2.762E-2 5.40
511.89 % 0.36 2.36 2.762E-2 6.90
533.78 + 0.09° 1.43 1.071E-2 4.70
543.56 + 0.20° 1.81 4.279E-3 9.90
547.21 % 0.40° 1.81 1.130E-2 18.40
572.70 + 0.37 1.84 2.676E-3 16.05
580.32 + 0.04 1.60 1.421E-2 2.50
595.85 + 24 1.51 6.539E-3 9.35
609.27 * 0.01° 1.66 1.789E00 0.30
615.98 * 0.18° 1.66 1.255E-2 29.05
633.26 * 0.27 1.99 1.855E-2 18.50
639.57 * 0.39 1.99 1.167E-2 19.35
649.34 + 0.20 1.41 1.239E-2 12.60
665.42 * 0.02 1.67 4.716E-2 0.80
683.13  0.29 1.41 1.388E-3 18.35
688.54 * 0.53 1.81 1.868E-2 21.80
698.23 + 0.54° 1.84 1.200E-2 21.25
703.22 + 0.07 1.57 1.498E-2 4.80
710.84 * 0.60 1.66 2.270E-3 31.30
719.83 % 0.05 1.68 1.175E-2 2.95
733.99 * 0.31 1.73 1.260E-2 15.70
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Table 4.1 (cont'd)

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
742.54 * 0.06 1.97 1.504E-2 2.65
752.78 * 0.14 1.69 3.518E-3 5.65
766.28 * 0.07 1.2 1.449E-2 1.90
768.37 + 0.01 187 1.476E-1 0.95
785.97 % 0.03 1.86 3.798E-2 0.95
799.48 * 0.34 1.79 9.068E-3 15.40
806.28 + 0.02 1.79 3.475E-2 1.15
815.05 * 0.43 1.86 9.349E-3 14.45
821.28 + 0.11 1.86 4.470E-3 3.40
826.13 + 0.13 1.86 4.003E-3 4.85
832.06 + 0.10 1.86 6.085E-3 3.70
839.10 + 0.03 1.86 2.037E-2 2.10
846.80 + 0.30 1.43 1.648E-2 20.40
904.27 * 0.20 1.50 1.170E-2 11.35
934.09 + 0.02 1.86 7.638E-2 0.55
945.99 + 0.27 0.90 4.388E-3 19.25
964.10 + 0.07 1.90 9.339E-3 3.00
1001.04 * 0.03 1.91 2.356E-2 1.30
1032.24 * 0.30 2.42 1.528E-2 11.00
1048.42 + 0.072 1.19 8.252E-3 13.35
1051.92 *+ 0.09% 1.19 6.903E-3 5.35
1069.95 + 0.10 1.80 6.103E-3 4.40
1103.92 * 0.17 2.47 3.124E-3 7.80
1120.21 # 0.01% 1.98 3.220E-1 0.25
1133.76 * 0.15 2.00 4.588E-3 4.70
1155.12  0.02 2.01 3.682E-2 0.80
1173.08 * 0.32 2 91 1.721E-3 11.90
1182.01 * 0.07 2.11 5.782E-2 3.35
1207.62 + 0.09 2.05 6.660E-2 2.80
1217.36 + 0.38 1.25 4.684E-3 22.90
1218.89 * 0.33 1.25 6.578E-3 20.30
1238.07 + 0.01 2.06 8.4812E-1 0.40
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Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
1253.39 £ 0.16 2.95 5.620E-2 2.0
1274.62 * 0.29 2.09 1.1068E-2 10.75
1280.95 + 0.03 2.09 2.0468E-1 1.35
1308577 £ 0,23 1.95 1.3014E-2 8.60
1817.18 = 0.25 1.97 1.0301E-2 11.20
1377.82 % 0.01 2.14 6.1852E-1 0.55
1385.49 * 0.04 2.14 1.0601E-1 1.10

a satisfactory X2 could not be obtained, even though the

peaks were allowed to vary individually.

Moreover, a

search for hidden peaks among the residuals revealed no

additional peaks.

bA less than optimum peak width was used when a large

number of neighboring and overlapping peaks were present.
All other values represent a good fit.
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Detected Peaks in a Sample of Ore Containing
Uranium, Actinium, and Thorium Series in Secular
Radioactive Equilibrium

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)

37.85 + 0.17%'P 1.15 3.6963E-01 10.35
39.90 * 0.13%P .15 4.2541E-01 7.50
42.69 + 0.60%"° 1.15 6.9917E-02 34.75
46.50 * 0.30° 1.06 1.0051E-01 33.20
57.62 + 0.08 1.04 1.2120E-01 6.05
63.34 % 0.13 1.19 1.9834E-01 7.05
74.95 + 0.03%°P 1.15 5.8817E 00 1.75
77.28 + 0.02%°P L. 15 9.7086E 00 1.20
81.40 * 0.50%'P 1.29 1.2496E-01 24.75
84.76 + 0.05%°P 1.29 1.2028E 00 4.40
87.71 + 0.02%P 1.29 4.0596E 00 3.20
90.53 + 0.02%°P 1.29 3.1332E 00 3.30
93.91 + 1.50%*° 517 1.1891E 00 25.75
9617 + 1.19%P 217 1.6449E 00 22.95
100.51 + 0.06 1.23 6.9065E-01 2.05
106.64 * 0.172 1.49 1.0542E 00 3.90
110.16 * 2.53% 1.49 3.8004E-01 4.35
110.26 + 15.23% 1.49 6.1544E-02 98.50
116.90 * 0.05 1.16 3.5168E-01 4.00
129.07 * 0.02 1.16 1.3546E 00 0.95
131.51 * 0.15 1.16 1.0935E-01 5.65
140.86 * 0.40 1.06 2.4933E-02 26.65
145.85 + 0.16 1.13 7.4840E-02 8.50
153.99 + 0.04 1.16 4.2521E-01 2.00
166.34 + 0.16 0.95 5.1180E-02 10.00
176.49 * 0.19 0.51 1.4198E-02 16.60
186.04 + 0.06 1.29 2.8243E-01 2.75
191.29 + 0.13 1.1 5.1167E-02 13.90
199.41 + 0.08 1.19 1.1774E-01 3.95
204.11 * 0.28 1.19 4.6231E-02 6.65



Table 4.2 (cont'd)

46

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
209.24 * 0.01 1.19 1.7416E 00 0.65
215.94 + 0.10 1.16 1.2103E-01 5.30
233.29 * 0.32 1.07 2.5145E-02 2120
238.62 * 0° i) 1.9397E 01 0.20
240.93 * 0.042 1.29 1.8534E 00 1.15
941:92 +0.01% 102 2.6430E-01 10.05
252.66 * 0.12 1.16 7.6698E-02 5.05
270.22 * 0.01 1.25 1.1696E 00 0.65
277.33 % 0.02 1.23 6.9092E-01 1.35
278.84 + 0.22 1.23 5.4962E-02 4.50
288.10 * 0.05 1.24 1.2300E-01 2.50
295.16 + 0.03 123 3.7842E-01 1.70
300.03 * 0.45 1528 7.1159E-01 102.35
300.26 * 1.09 1.23 2.6115E-01 102.35
321.62 + 0.12 i 2l 5.1021E-02 6.80
327.97 + 0.01° 1.28 8.5833E-01 0.75
332.37 + 0.05° 1.28 1.0386E-01 2.00
338.29 + 0.01° 1.29 3.3260E 00 0.35
340.86 * 0.06° 1.29 1.0516E-01 2.45
351.89 * 0.02 1.30 6.2441E-01 0.75
377.37 + 0.48 1.01 5.5626E-02 19.60
387.04 * 0.44 1.70 2.2001E-02 12.60
409.45 + 0.02 1.29 4.1027E-01 1.20
415.32 + 0.32 1.29 1.9400E-02 8.10
440.50 * 0.17 0.93 2.0315E-02 9.10
452.86 + 0.06 1.29 7.5583E-02 3.20
462.99 * 0.02 1.36 8.1940E-01 0.60
473.53 % 0.61 1.57 1.2274E-02 24.05
478.26 * 0.26 1.57 3.1449E-02 14.15
503.86 * 0.19 1.33 2.3646E-02 10.90
510.74 + 0.03? 1.42 1.2793E 00 1.70
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Table 4.2 (cont'd)

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
523.26 * 0.61 1.41 1.0562E-02 24.70
546.40 * 0.17 1.15 2.5278E-02 13.45
549.55 * 1.13 1.15 1.4875E-02 78.70
550.01 * 2.63 1.15 5.2149E-03 102.35
562.52 * 0.05 1.39 1.5086E-01 2.15
571.42 + 0.34 1.82 3.4806E-02 6.95
583.21 % 0.01 1.42 4.3819E 00 0.20
609.27 * 0.03 1.46 3.9665E-01 1.15
616.06 * 0.50 1.02 7.2584E-03 29.45
665.90 + 0.40 1.77 1.5339E-02 17.60
701.84 * 0.26 1.91 2.6778E-02 8.05
707.55 + 0.27 1.91 2.9936E-02 4.85
727.33 + 0.02 1.54 9.3788E-01 0.55
755.37 * 0.07 1.52 1.1173E-01 2.45
763.42 * 0.07 1.42 6.4026E-02 3.70
768.37 * 0.15 1.42 2.6048E-02 4.95
772.15 * 0.53 1.42 8.8136E-02 53.65
772.65 * 0.61 1.42 6.8816E-02 67.80
782.20 * 0.08 1.45 5.4418E-02 4.75
785.48 * 0.99 1.45 7.4389E-02 98.65
785.83 * 1.24 1.45 5.0995E-02 102.35
795.02 * 0.02 1.55 4.5364E-01 0.80
830.60 + 0.09 1.58 5.3171E-02 3.55
835.80 * 0.04 1.58 1.7216E-01 1.70
840.41 * 0.06 1.58 9.3670E-02 2.20
847.05 * 0.29 1.58 1.6905E-02 8.45
860.65 * 0.02 1.56 4.8955E-01 0.75
893.48 + 0.13 1.52 3.3213E-02 5.30
904.32 * 0.10 1.54 6.0191E-02 3.50
911.30 + 0.01 1.60 2.7159E 00 0.55
934.09 + 0.28 1.72 1.6932E-02 9.65
944.03 + 0.34° 1.71 1.0695E-02 12.15
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Table 4.2 (Cont'd)

Energy * Error FWHM Count Rate Error
(keV) (keV) (cps) (%)
947.92 + 0.29° il 7l 1.2247E-02 11.30
952.29 + 0.18° 17l 1.5313E-02 13.15
958.70 + 0.16° 1.62 2.5464E-02 6.75
964.87 + 0.03° 1.62 4.5824E-01 1.10
969.08 + 0.01° 1.62 1.5496E 00 0.75
976.17 * 0.64 1.92 3.8083E-03 25.00
982.40 + 0.38 1.92 8.8773E-03 11.95
988.27 + 0.21 1.92 1.6042E-02 10.25
1001.04 * 0.27 1.69 1.6600E-02 13.85
1003.72 *+ 6.18 1.69 2.1894E-03 102.35
1004.59 *+ 0.99 1.69 1.5260E-02 54.35
1016.47 * 0.45 1.05 4.5116E-03 42.65
1017.73 * 1.61 1.05 1.2340E-03 44.90
1033.39 *+ 0.20 1.81 1.7980E-02 9.50
1040.08 *+ 0.51 1.81 8.7579E-03 12.60
1065.17 + 0.14 1.51 3.2338E-02 5.50
1078.78 % 0.10 1.74 4.5209E-02 3.40
1094.10 * 0.14% 2.10 5.8744E-02 3.90
1110.60 * 0.10 1.68 3.9278E-02 3.55
1120.39 * 0.08 1.61 7.1589E-02 2.80
1122.94 *+ 0.22 1.61 1.8484E-02 4.55
1153.88 % 0.32 o1 1.6865E-02 7.00
1164.77 % 0.44 1.29 4.1003E-03 26.05
1168.72 * 0.49 1929 4.2064E-03 25.60
1177.54 % 0 1.06 9.6006E 00 0.25
1178.67 * 0.02 1.06 1.3705E 00 0.70

e satisfactory X2 could not be obtained, even though the

peaks were allowed to vary individually.
search for hidden peaks among the residuals revealed no
additional peaks.

Moreover, a

bA less than optimum peak width was used when a large
number of neighboring and overlapping peaks were present.
All other values represent a good fit.
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Table 4.3. Energy and Quantum Yield of Selected

Nuclides in the Uranium Series

Quantum Quantum

Energy (keV) Yield Energy (keV) Yield

Th-234 Bi-214

63.34 4.05 E-2 303.06 8.00 E-4
333.97 6.00 E-4
Pa-234 338.29 4.00 E-4
131.49 3.98 E-5 386.83 5.27 E-3
733.99 1.04 E-4 388.92 4.49 E-3
945.99 4.14 E-4 405.74 1.56 E-3
454.75 2.89 E-3
Pa-234m 462.24 2,25 ¥-3
258.44 3.31 E-4 469.86 1.18 E-3
742.54 5.00 E-4 474.60 1.06 E-3
766.28 3.68 E-3 543.56 7.67 E-4
786.27 6.60 E-4 572.70 1.00 E-3
1001.04 9.20 E-3 609.27 4.33 E-1
615.98 9.33 E-4
U-234 633.26 6.10 E-4
53.18 1.18 E-3 639.57 2.96 E-4
649.34 5.90 E-4
Th-230 665.42 1.25 E-2
67.67 3.63 E-3 683.13 6.74 E-4
144.24 2.76 E-4 698.23 3.34 E-4
703.22 3.93 E-3
Ra-226 710.84 7.11 E-4
186.04 5.05 E-2 719.83 3.64 E-3
734.30 4.99 E-4
Pb-214 752.97 1.25 E-3
52.14 1.06 E-2 768.37 4.97 E-2
241.92 8.39 E-2 785.97 8.60 E-3
259.09 5.48 E-3 806.28 1.04 E-2
274.75 3.87 E-3 815.05 4.34 E-4
295.16 1.15 E~3 821.28 1.30 E-3
314.34 8.53 E-4 826.13 4.59 E-4
351.89 3.89 E-1 832.06 1.85 E-4
461.92 2.25 E-3 839.10 7.96 E-3
480.55 3.82:B~3 934.09 2.95 E-2
487.16 3.62 E-3 964.10 3.23 E-3
533.78 2.53 E-3 1032.24 1.18 E-3
543.56 1.17 E-3 1051.92 2.82 E-3
580.32 3.32 E-3 1069.95 1.98 E-3
785.97 8.60 E-3 1103.92 1.39 E-3
904.27 1.14 E-3 1120.21 1.46 E-1
1133.76 2.46 E-3
Bi-214 1155.12 1.60 E-2
273.53 3.87 E-3 1173.08 7.21 E-4
281.09 9.14 E-4 1207.62 4.30 E-3
286.12 3.00 E-4 1238.07 5.98 E-2
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Table 4.3 (cont'd)

Quantum Quantum
Energy (keV) Yield Energy (keV) Yield
Bi-214 Po-214
1280.95 1538 E=2 799.48 4.00 E-4
18308+77 1.04 E-3
1377.82 4.91 E-2 Pb-210
1385.49 7.76 E-3 46.50 4.1 E-2
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Table 4.4. Energy and Quantum Yield of Selected
Nuclides in the Actinium Series

Quantum Quantum
Energy (keV) Yield Energy (keV) Yield
=235 Fr-223
109.15 1.55 E-2 49.8 4.63 E-2
115.20 1.18 E-3
140.76 1.74 E-3 Ra-223
143.82 12050 =1 123-75 1.00 E-2
163.35 4.77 E-2 144 .24 5.86 E-2
185.72 5.61 E-1 154.25 7-225E-2
195.85 6.73 E-3 158.39 6.05 E-3
202.04 8.64 E-3 269.41 1.50 E-1
205.27 4.87 E-2 323.84 3.69 E-2
221.38 1:230E=3 333.84 4.90 E-3
240.93 7.85 E-4 338.29 1.29 E-2
246.83 6.17 E-4 371.80 4.40 E-3
444.92 9.9 E-2
Th-231
163.16 1.09 E-2 Rn-219
130.75 9.66 E-3
Pa-231 271.20 1.20 E-1
302.64 31620 E=2 401.84 7.98 E-2
Th-227 Pb-211
49.95 7.67 E-2 404.89 T 28E=2
113.08 6.60 E-3 426.90 1.74 E-2
206.10 3.59 E-3 832.06 3-27 E-2
21072 1.10 E-2
235.90 1.10 E-1 Bi-211
250.07 3.30 E-3 351.89 1.33 E-1
256.18 7758 E=2
281.09 1.32 E-3
286.12 6.90 E-3
299.93 3.89 E-2
304.55 9.35 E-3
314.34 4.40 E-3
329.80 3.45 E-2
333.97 5.11 E-4
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Table 4.5. Energy and Quantum Yield of Selected Nuclides
in the Thorium-232 Series

Quantum Quantum
Energy (keV) Yield Energy (keV) Yield
Ac-228 Ac-228
129.07 1.827 E-2 969.08 1.648 E-1
140.86 3.798 E-4 976.17 4.197 E-4
145.85 I 1208F =3 988.27 15580 E-3
184.60 1.092 E-3 1016.47 6.161 E-4
191.29 9.659 E-4 1033.39 2.046 E-3
199.41 2.465 E-3 1065.17 3.830 E-3
204.11 9.080 E-4 1153.88 2.644 E-3
209.24 37338 E=2 1164.77 5.523 E~4
270.22 3.300 E-2
278.84 1.458 E-3 Th-228
321.62 1SV E=3 131551 1.465 E-
327.97 2.888 E-2 215.94 2.7112 'k~
332587 3.301 'E-3
338.29 1.220 K-1 Pb~212
340.86 3.761 E-3 176.49 2.754 E-
M 7=37 1.830 E-3 238.62 4.694 E-
409.45 1.802 E-2 300.03 2.871 E-
416.10 4.469 E-4 415.32 4.469 E-
440.50 9.880 E-4
462.99 4.213 E-2 Biz212
474.60 3.000 E-4 39.90 8.640 E-3
478.26 1.417 E-3 153.99 7.634 E-3
503.86 1.219 E-3 288.10 3.545 E-3
523.26 7.508 E-4 295.16 4.950 E-3
546.40 1.524 E-3 327 .97 1.400 E-3
562.52 9.024 E-3 452.86 3.705 E-3
571.42 2.065 E-3 473.53 1.997 E-4
616.06 4.512 E-4 727.33 6.739 E-3
665.90 3.917 E-4 893.48 3.203 E-3
701.84 2.114 E-3 952.29 1.489 E-3
70755 2,151 E-3 1078.78 5.332 E-3
727.00 8.250 E-3
195237 9.167 E-3 T1-208
dil2-15 1.297 E-2 233.29 6.180 E-4
782.20 4.600 E-3 252.66 1.963 E-3
795502 3.838 E-2 277533 1.944 E-2
830.60 4.808 E-3 510.74 7.018 E-2
835.80 1.538 E=2 583.21 2,773 E-1
840.41 8.835 E-3 763.42 5.338 E-3
904.32 6.159 E-3 860.65 4.528 E-2
911.30 2.652 E-1 982.40 9.239 E-4
944.03 1.134 E-3 1004.59 2.011 E-3
947.92 9.748 E-4 1094.10 7.046 E-3
958.70 2.838 E-3
964.87 4.964 E-2 Ra-224

240.98 4.70 E-2
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Table 4.6. Energy and Quantum Yield of Nuclides in the
Uranium Series: Comparison of Values Measured in
This Study with Those Previously Reporteda

Nuclide Energy (keV) Quantum Yield References
234Th 63.34 4,05 E-2 *
2347Tp/234p, 63.30/63.40 5.69 E-2/6.64 E-5 27
2347h 62.92/63.35 4.6 E-3/4.7 E-2 13
231p, /2347 63.3 -- 15
234p, 63.4 2.8 E-2 2
2347hH 63.1 -- 5
2347h 63.28 -- 26
2347h 92.75 1.63 E-2 *
234Tp 92.30/92.8 3.15 E-2/3.55 E-2 217
2341) 92.4 -- 5
2347H 92.0/92.38/92.80 5 E-4/1.45 E-1/3.38 E-2 13
sy 131.49 3.98 E-5 *
131.00 -- 1
131.00 4.74 E-4 27
132.9 7.00 E-4 13
234p, 733.99 1.04 E-4 *
733.39 1.06 E-4 27
Ziy 945.99 4.14 E-4 *
946.30 -- 5 2
946 .04 = 15
946.07 3.55 E-4 27
234p, 258.44 3.31 E-4 *
258.23 7.30 E-4 27
258.23 -- 2
2341p, 742.54 5.00 E-4 *
742.79 9.50 E-4 27
234Mp, 766.28 3.68 E-3 *
766.39 3.13 E-3 27
234Mp, 786.27 6.60 E-4 *
786.30 5.50 E-4 27
i 1001.04 9.20 E-3 *
1001.10 8.28 E-3 27
234y 53.18 1.18 E-3 *
53.30 1.18 E-3 27

%The values measured in this investigation are followed by an asterisk in the
reference column.
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Table 4.6 (Continued)

Nuclide Energy (keV) Quantum Yield References
2307y 67.67 3.63 E-3 iz
67.8 3.81 E-3 27
67.7 3.73 E-3 19
2307h 144,24 2.76 E-4 %
142.00 4.51 E-4 27
143.87 4.83 E-4 19
226R4 186.04 5.05 E-2
186.00 3.90 E-2 21,27
186.14 4.00 E-2 1,14
214py 52.14 1.06 E-2 *
53.23 2.2 E-2 21
53.0 ~1. E-2 1
214py 241.92 8.39 E-2 *
241.92 7.60 E-2 21
241.97 -- 30
242.0 4.0 E-2 1
214pp 259.09 5.48 E-3 *
258.82 8.0 E-3 21
214pp 274.75 3.87 E-3 *
274.80 7.0 E-3 21
214pyp, 295.16 1.15 E-1 *
295.22 1.89 E-1 21
295.00 1.90 E-1 1
214py 314.34 8.53 E-4 *
314.20 8.00 E-4 21
214pp 351.89 3.89 E-1 *
351.99 3.63 E-1 21
352.00 3.60 E-1 1
214pp 461.92 2.25 E-3 *
462.10 1.70 E-3 21
214py 480.55 3.82 E-3 *
480.50 3.40 E-3 21
214pp 487.16 3.62 E-3 *
487.25 3.30 E-3 21
214py, 533.78 2.53 E-3 *
533.80 1.7 E-3 21
214py 543.56 1.17 E-3 *
543.50 1.0 E-3 21
214pp 580.32 3.32 E-3 *
580.30 3.60 E-3 21
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Table 4.6 (Continued)

Nuclide Energy (keV) Quantum Yield References
214py 785.97 8.60 E-3 *
785.95 8.60 E-3 21
214pp 904.27 1.14 E-3 *
214pp /2145 904.10 5.9 E-3/7.0 E-4 21
214p; 273.53 3.87 E-3 *
214p;j 273.50 8.00 E-4 21
214p; 281.09 9.14 E-4 *
281.10 6.00 E-4 21
2145 286.12 3.00 E-4 *
214p; 286.90 3.00 E-4 21
214g; 303.06 8.00 E-4 *
214p; 303.0 8.00 E-4 21
21dp; 333.97 6.00 E-4 *
214p; 334.30 6.00 E-4 21
214p; 338.29 4.00 E-4 *
214p;§ 338.50 4.00 E-4 21
214p; 386.83 5.17 E-3 *
214p; 386.80 3.10 E-3 21
214p; 388.92 4.49 E-3 *
388.80 3.70 E-3 21
214p; 405.74 1.56 E-3 *
= E 405.90 1.50 E-3 21
214p; 454.75 2.89 E-3 *
214p; 455.00 2.80 E-3 21
N 462.24 2.25 E-3 *
214p; 462.10 2.10 E-3 21
214p; 469.86 1.18 E-3 *
214p; 470.60 1.30 E-3 21
214p; 474.60 1.06 E-3 *
214p; 474.6 7.0 E-4 21
214p; 543.56 7.67 E-4 *
214p; 543.5 1.0 E-3 21
214p; 572.70 1.0 E-3 *
214p; 572.60 6.0 E-4 21
214p; 609.27 4.33 E-1 *
214p; 609.37 4.28 E-1 21
609.0 4.7 E-1 1
214p; 615.98 9.33 E-4 *
615.80 9.00 E-4 21
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Table 4.6 (Continued)

Nuclide Energy (keV) Quantum Yield References
214p; 633.26 6.10 E-4 *
G 633.60 5.0 E-4 21
214p§ 639.57 2.96 E-4 *
214p; 639.0 3.0 E-4 21
214p§ 649.34 5.90 E-4 *
214p; 649.40 5.0 E-4 21
214p; 665.42 1.25 E-2 *
214p; 665.60 1.40 E-2 21!
665.0 2.3 E-2 1
2Ry 683.13 6.74 E-4 *
214p; 683.30 8.0 E-4 21
ELAn 698.23 3.34 E-4
214p; 698.40 7.0 E-4 2]
2SR 703.22 3.93 E-3 *
EUth 703.10 4.70 E-3 21
214p; 710.84 7.11 E-4 *
LR 710.8 6.0 E-4 21
204 p; 719.83 3.64 E-3 *
ZUe 719.90 3.80 E-3 21
2dHpy 734.30 4.99 E-4 *
734.30 3.0 E-4 21
“l4p 752.97 1.25 E-3 *
753.0 1.1 E-3 21
214p; 768.37 4.97 E-2 *
2145 768.40 8.0 E-4 21
214pj s214py 768.40 4.8 E-2/8.0 E-4 27
769.0 5.3 E-2 1
2Hip; 785.97 8.60 E-3 *
Zieri 785.95 1.05 E-2 21
214p; 786.10 2.90 E-3 27
787.0 1.2 E-2 1
2 806.28 1.04 E-2 *
214p;j 806.20 1.10 E-2 21
805.0 1.5 E-2 1
214p; 815.05 4.34 E-4 *
815.0 4.0 E-4 21
214p; 821.28 1.30 E-3 *
821.20 1.6 E-3 21
2145 826.13 4.59 E-4 *
826.0 1.3 E-3 21
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Table 4.6 (Continued)

Nuclide Energy (keV) Quantum Yield References
214p; 832.06 1.85 E-4 %
832.0 3.0 E-4 21
2145 839.10 7.96 E-3 %
839.20 5.9 E-3 21
214p; 934.09 2.95 E-2 *
934.0 3.1 E-2 21
935.0 3.3 E-2 1
“14pi 964.10 3.23 E-3 %
964.10 3.7 E-3 21
SRS 1032.24 1.18 E-3 *
1032.5 7.0 E-4 21
214p; 1051.92 2.82 E-3 *
1052.00 3.3 E-3 21
214p; 1069.95 1.98 E-3 *
1070.00 2.60 E-3 21
214p;4 1103.92 1.39 E-3 *
1104.0 1.6 E-3 21
S 1120.21 1.46 E-1 *
1120.40 1.50 E-1 21
1120.0 1.6 E-1 1
alag; 1133.76 2.46 E-3 *
1133.80 2.50 E-3 21
214p; 1155.12 1.60 E-2 *
1155.30 1.70 E-2 21
1155.0 1.80 E-2 1
21sp; 1173.08 7.21 E-4 *
1172.90 3.0 E-4 21
214p; 1207.62 4.30 E-3 *
1207.80 4.70 E-3 21
2145 1238.07 5.98 E-2 *
1238.2 6.1 E-2 21
214p; 1280.95 1.33 E-2 *
1281.10 1.50 E-2 21
214p; 1303.77 1.04 E-3 *
1303.80 1.10 E-3 21
214p; 1377.82 4.91 E-2 *
1377.70 4.30 E-2 21
2145 1385.49 7.76 E-3 *
1385.40 8.0 E-3 21
214p, 799.48 4.0 E-4 *
214p, 799.00 1.4 E-4 27
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Table 4.6 (Continued)

Nuclide Energy (keV) Quantum Yield References

el 46.50 4.10 E-2 i
46.52 7.30 E=2 21
46.52 4.10 E-2 27
47.0 4.10 E-2 1
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Table 4.7. Energy and Quantum Yield of Nuclides in the Actinium Series:
Comparison of Values Measured in This_Study with
Those Previously Reported

Nuclide Energy (keV) Quantum Yield References
235y 109.15 1.55 E-2 *
110.0 20
109.145 29
109.12 15
235y 115.20 1.18 E-3 *
115.20 15
235y 140.76 1.74 E-3 *
140.75 2.08 E-3 o7
140.758 29
140.75 15
as5]] 143.82 1.05 E-1 *
143.78 15
143.753 29
143.0 1.1 E-1 1
143.77 1.07 E-1 )
235y 163.35 4.77 E-2 %
163.37 4.85 E-2 27
163.349 29
163.363 15
Zig 185.72 5.61 E-1 *
185.712 29
185.72 5.61 E-1 27
185.718 5 15
185.0 5.4 E-1 il
2257 195.85 6.73 E-3 o
194.938 29
194.94 6.15 E-3 21
194.94 15
235y 202.04 8.64 E-3 *
202.105 29
202.10 1.07 E-2 27
202.13 15
e 205.27 4.87 E-2 *
205.312 29
205.33 4.87 E-2 27
205.311 15

%The values measured in this investigation are followed by an asterisk in the
reference column.
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Table 4.7 (Continued)

Nuclide Energy (keV) Quantum Yield References
ZEE] 221.38 1.23 E-3 %*
2018507 29
2215875 27
2 240.93 7.85 E-4 =
240.93 6.40 E-4 27
240.95 29
240.93 15
T 246.83 6.17 E-4 &
246.88 5.20 E-4 27
246.59 29
246.83 15
&= Th 163.64 1.09 E-2
163.16 1.39 E-3 27
163.33 20
HEil 302.50 3.62 E-2 *
302.52 7.02 E-4 27
302.0 20
e h 49.95 7.67 E-2 *
50.20 8.59 E-2 27
50.0 20
49.9/50.1 4.4 E-2 7
220 113.08 6.60 E-3 *
1931 7.7 E-3 7
113.1 5.33 E-3 27
2y 206.10 3.59 E-3 *
206.0 2.20 E-3 7
206.1/206.4 2.57 E-3/3.93 E-5 27
=20 210.72 1.10 E-2 *
210.60 9.90 E-3 7
210.60 1.24 E-2 27
2l 235.90 1.10 E-1 *
236.0 1.035 E-1 7
236.00 1.14 E-1 27
E2h 250.07 3.30 E-3 *
250.1 4.90 E-3 7
249.6/250.2/250.4 6.91 E-5/2.76 E-3/6.91 E-4 27
250.0 15
E2dh 256.18 7.75 E-2 *
256.20 6.03 E-2 7
256.20 6.22 E-2 27
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Table 4.7 (Continued)

Nuclide Energy (keV) Quantum Yield References
227Th 281.09 1.32 E-3 *
281.3 1.70 E-3 7
281.4 1.48 E-3 27
281.0 20
286.12 6.90 E-3 *
286.10 1.50 E-2 7
286.20 1.63 E-2 7
2277h 299.93 3.89 E-3 *
299.8 1.86 E-2 7
22T 304.55 9.35 E-3 *
304.40 1.33 E-2 27
304.40 8.90 E-3 7
227Tp 314.34 4.40 E-3 *
314.8 3.90 E-3 7
314.8 5.33 E-3 77)
@20h 329.80 3.45 E-2 *
329.70 2.37 E-2 7
329.70 2.86 E-2 27
i 333.97 5.11 E-4 *
334.20 8.65 E-3 7
334.40 1.14 E-2 27
334.02 15
22 49.8 4.63 E-2 ¥
49.8 5.20 E-3 20
223R, 122375 1.00 E-2 *
122.30 1.33 E-2 8
223p, 144.24 5.86 E-2 *
144.19 3.13 E-2 8
223R, 154.25 7.22 E-2 *
154.18 5.23 E-2 8
S2AR 158.39 6.05 E-3 2
158.62 7.60 E-3 8
223p, 269.41 1.50 E-1 *
269.41 1.36 E-1 8
223p,4 323.84 3.69 E-2 *
323.88 3.60 E-2 8
223p, 333.84 4.90 E-3 *
333.80 1.24 E-3 8
223p, 338.29 1.29 E-2 *
338.30 2.59 E-2 8
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Table 4.7 (Continued)

Nuclide Energy (keV) Quantum Yield References
223p7 371.80 4.40 E-3 *
371.50 5.40 E-3 8
223Ra 444,92 9.90 E-2 *
444,92 1.27 E-2 8
213pp 130.75 9.66 E-3 *
130.70 1.04 E-3 9
219gy 271.20 1.20 E-1 *
271.20 9.93 E-2 9
219gy 401.84 7.98 E-2 *
401.80 6.48 E-2 9
211py, 404.89 7.72 E-2 *
404.80 3.94 E-2 97
211py, 426.90 1.74 E-2 *
426.90 1.82 E-2 27
832.06 3.27 E-2 *
831.80 3.21 E-2 27
211R; 351.89 1.33 E-1
351.10 1.33 E-1 27
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Table 4.8. Energy and Quantum Yield of Nuclides in the Thorium Series:
Comparison of Values Measured in this_Study with
Those Previously Reported

Nuclide Energy (keV) Quantum Yield References
2287y 131551 1.475 E-3 *
132.0 20
131".62 15
132.0 2.60 E-3 27
2287h 215.94 2.71 E-3 *
214.0 20
215.94 15
217..0 2.70 E-3 27
212pp 176.49 2.75 E-4 *
176.63 5.22 E-4 27
176.84 15
212py 238.62 4.69 E-1 *
238.62 15/20
238.63 4.46 E-1 27
212pp 300.03 2.87 E-2 %
300.1 20
300.08 15
300.11 3.42 E-2 27
<12pp, 415.32 4.47 E-4 *
415.2 20
415.2 1.80 E-4 97
212p;j 39.90 8.64 E-3 *
39.85 ° 20
39.87 1.10 E-2 27
212p; 153.99 7.63 E-3 *
154.0 1.01 E-4 27
=125 288.10 3.55 E-3 *
288.07 3.42 E-3 27
212p;§ 295.10 4.95 E-3 *
294.0 20
295.19 ilt;
295.10 2.41 E-4 27
EE 327.97 1.40 E-3 *
328.0 20
212p; 327.98 15
327.96 1.40 E-3 27

%The values measured in this investigation are followed by an asterisk in the
reference column.
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Table 4.8 (Continued)

Nuclide Energy (keV) Quantum Yield References
ELeh] 452.86 371 E=3 3
452.91 15
452.0 20
452.83 3.74 E-3 2
R 473.53 2.00 E-4 %
472.0 20
473.50 4.68 E-4 27
£ R 727.33 6.74 E-2 *
727.0 7.1 E-2 1
T 6.66 E-2 27
AT 893.48 3.20 E-3 %
893.30 15
893.35 3.67 E-3 27
€ 4R o500 1.49 E-3
952.10 1.76 E-3 27
212R 1078.78 5.33 E-3 *
1078.73 15
1078.80 5.36 E-3 27
208! 233.29 6.18 E-4 *
233.50 1.19 E-3 27
23300 20
2087y 252.66 1.96 E-3 *
2520 20
252.60 2.52 E-3 27
20801 277733 1.94 E-2 *
277.33 20
277.36 15
277.36 2.34 E-2 27
< 510.74 7.02 E-2 *
510.72 20
510.70 15
510.72 8.10 E-2 27
Sl 583.21 2.77 E-1 *
583.14 3.10 E-1 27
o 763.42 5.34 E-3 *
763.32 15
763.2 20
763.30 6.05 E-3 27
205 860.65 4.528 E-2 *
860.53 15
860.0 20

860.47 4.32 E-2 27
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Table 4.8 (Continued)

Nuclide Energy (keV) Quantum Yield References
2087] 982.40 9.24 E-4 *
982.80 7.20 E-4 o
208T) 1004.59 2.01 E-3 *
1004.00 3.60 E-3 27
224R, 240.98 4.70 E-2 *
240.98 20
240.98 3.70 E-2 27,
228¢ 129.07 1.83 E-2 *
128.90 15
129.0 20
129.10 3.03 E-2 07
228p¢ 140.86 3.80 E-4 %
141.00 5.10 E-4 27
228 ¢ 145.85 1.12 E-3 *
145.90 2.28 E-3 7
228)c 184.60 1.09 E-3 *
184.0 20
184.60 1.05 E-3 27
228p¢ 191.29 9.66 E-4 *
191.50 1.26 E-3 27
228¢ 199.41 2.47 E-3 *
199.50 3.63 E-3 27
228p¢ 204.11 9.08 E-4 *
204.10 1.77 E-3 27
228p¢ 209.24 3.73 E-2 *
209.40 4.71 E-2 27
228 ¢ 270.22 3.30 E-2 #*
270.30 3.90 E-2 27
270.21 15
228 278.84 1.46 E-3 *
279.00 2.40 E-3 27
228 321.62 1.78 E-3 *
321.70 2.61 E-3 27
228)¢ 328.00 2.89 E-2 *
328.0 3.48 E-2 27
2285 332.37 3.39 E-3 *
332.40 4.89 E-3 27
2287¢ 338.29 1.22 E-1 *
338.296 15
338.40 1.24 E-1 27
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Table 4.8 (Continued)

Nuclide Energy (keV) Quantum Yield References
228)¢ 340.86 3.76 E-3
340.90 4.35 E-3 27
228 ) 377.37 1.83 E-3
377.80 3.30 E-4 27
22840 409.45 1.80 E-2 *
409. 44 15
409.40 2.31 E-2 27
2285 ¢ 416.10 4.47 E-4
416.10 1.80 E-4 27
2280 440.50 9.88 E-4 *
440.30 1.50 E-3 27,
22800 462.99 4.21 E-2 *
463.00 15
463.00 4.80 E-2
22BN 474.60 3.00 E-4 *
474.60 3.00 E-4 27
E28NG 478.26 1.42 E-3 *
478.20 2.49 E-3 27
228¢ 503.86 1.22 E-3 *
503.70 2.22 E-3 27
S 523.26 7.51 E-4 %
523.00 1.26 E-3 27
LENG 546.40 1.52 E-3 *
546.30 2.28 E-3 27
2287¢ 562.52 9.02 E-3
562.30 1.02 E-2 27
eetlc 571.42 2.07 E-3 =
570.70/572.10 1.92 E-3/1.68 E-3 27
ceihc 616.06 4.51 E-4 *
615.90 9.00 E-4 27
2280 665.90 3.92 E-4 *
666.30 4.80 E-4 27
Z280e 701.84 2.114 E-3 *
701.50 2.04 E-3 27
22870 707.55 2.15 E-3 *
707.30 1.62 E-3 27
228p¢ 727.08 8.29 E-3 &
727.00 8.25 E-3 27
755437 9.17 E-3 *
755.20 1.14 E-2 27

15529 15
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Table 4.8 (Continued)

Nuclide Energy (keV) Quantum Yield References
228p¢ 7%2.15 1.30 E-2 *
77210 1.68 E-2 27
228p¢ 782.20 4.60 E-3 *
782.00 5.64 E-3 27
228)¢ 795.02 3.84 E-2 *
794.80 5.01 E-2 27
228)c 830.60 4.81 E-3 *
830.48 15
830.40 6.39 E-3 )
2287¢ 835.80 1.54 E-2 *
835.70 15
835.60 1.88 E-2 27
228pc 840.41 8.84 E-3 *
840.29 15
840.20 1.02 E-2 27
258p0 904.32 6.16 E-3 *
904.20 9.00 E-3 27
904.22 15
2287 911.30 2.65 E-1 #*
911.18 15
911.10 3.00 E-1 27
L 944.03 1.13 E-3 %
944.10 1.11 E-3 27
2285 947.92 9.75 E-4 ° *
948.00 1.26 E-3 o7
2287 ¢ 958.70 2.84 E-3 *
958.50 3.27 E-3 o
EeAc 964.87 4.96 E-2 *
964 .80 15
964 .60 5.64 E-2 27
2285 ¢ 969.08 1.65 E-1 *
968.94 15
968.90 1.81 E-1 27
E28Ac 976.17 4.20 E-4 s
975.90 5.40 E-4 27
228 988.27 1.58 E-3 *
988.10 1.98 E-3 27
228 1016.47 6.16 E-4 *
1016.70 2.55 E-4 27
228 1033.39 2.05 E-3 *
1033.10 2.34 E-3 27
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Table 4.8 (Continued)

Nuclide Energy (keV) Quantum Yield References
228)¢ 1065.17 3.83 E-3 *
1065.10 1.53 E-3 27
2285 1153.88 2.64 E-3 *
1153.60 1.65 E-3 o7
22850 1164.77 5.52 E-4 *
1164.60 7.80 E-4 27




Efficiency Corrected Count Rate (cps)

=1

Efficiency Corrected Count Rate (cpe)

69

10 18
T

T

18
T

Uranium

.......... Thorium

. i 1

18

Figure 4.1.

Energy (kev)

Gamma Spectra of the Uranium and
Thorium Ores, 40 - 70 keV.

mmany

18
T

Uranium
........ Thorium

e

18

Figure 4.2.

Energy Ckev)

Gamma Spectra of the Uranium and
Thorium Ores, 70 - 120 keV.



Efficiency Corrected Count Rate (cped

Efficiency Corrected Count Rate (cpe)

70

Energy (kev)

Figure 4.4. Gamma Spectra of the Uranium and
Thorium Ores, 200 - 400 keV.

= - T v T i -
[ Uranium 1
oo ot T T e e A Thorium :
“s b 3
i ]
s
L
el
Wy et e st TN ]
TQ A 1 o 1 " 1
120 140 108 180 200
Energy (kev)
Figure 4.3. Gamma Spectra of the Uranium and
Thorium Ores, 120 - 200 keV.
'.O
= E v T ¥ T T T ;:
Uranium ]
e i Ty e o~ i o e i DR o i Thorium L
NS 3 -
“a |
®s L ecttames o
Ve T 1 i 1 i 1 1
200 240 280 20 380 420



Efficiency Corrected Count Rate (cpse)

Efficiency Corrected Count Rate (cps)

®
L]
= v T L] T ” T
L
[ Uranium
: ........ Thorium
~
~ |5 3
e b 3
L] ~
- F
'a A 1 i 1 . 1 % ! =
400 449 480 620 660 608
Energy Ckev)
Figure 4.5. Gamma Spectra of the Uranium and
Thorium Ores, 400 - 600 keV.
L
L]
-E a6 T T T 5 T = 3
L Uranium
F: weeseesee Thorium
. .
> E 3
e b
0. ._...- LD S
T. i 1 i 1 i 1 i 1 i
] 640 688 720 700 800

71

Energy C(kev)

Figure 4.6. Gamma Spectra of the Uranium and
Thorium Ores, 600 - 800 keV.
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APPENDIX A. PREPARATION AND ANALYSIS OF STANDARDS

Standards were prepared by mixing 1 g of the ore into a sand matrix to a
total weight of about 10 g. The solutions were pipetted into a 10-g sand
matrix, dried, and placed in a two-piece rigid plastic, cylindrical container
(4.1 mm in diameter by 1.6 mm high) and covered with a cellulose filter. The
samples were packed with a pneumatic press to a height of about 5 mm and then
covered with hot wax. Finally, the plastic lid was greased with a high vacuum
compound and the sample was sealed. Similar procedures were applied to all
samples and blanks, except for those already in a sand matrix, e.g., uranium

ore and soil.
Radium Standards

The standards were prepared from a radium-226 solution and clean beach
sand according to the procedure described above. Ten grams of sand were mixed
with 1 ml of the solution, dried at room temperature, and covered with hot
wax. Each standard was then measured by the same technique previously util-
ized for calibration. The measurements were repeated 50 days after sample

preparation.

In addition, two aliquots (each of 25 A volume) of the same radium solu-
tion were heated on two steel disks to evaporate the polonium. The radium was
then measured by alpha spectroscopy. The activities of the two samples,
measured for a duration of 2000 seconds, were 1344.0 pCi/ml and 1340.7 pCi/ml,
with the average of 1342.4 pCi/ml. On the basis of these measurements, the
activities of the two radium-226 standards in the sand matrix were determined
to be 1355.8 pCi (standard A) and 1342.4 (standard B), with an average of
1349.1 pCi.
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Results of the spectrographic analyses of radium standards A and B, for
the counting period 1.5 x 10° sec, are shown in Tables A.1 through A.6. The
activities of the standards are 1262.8 pCi (A) and 1279.6 pCi, with errors of
about 1% from detection of a 186 keV peak of Ra-226. The average activities
from detection of Pb-214 peaks are 1226.1 pCi, with a 0.48% error for stan-
dard A, and 1357.3 pCi, with a 0.28% error for standard B. The average acti-
vities from the detection of Bi-214 peaks are 1234.4 pCi, with a 0.487 error
for standard A, and 1360.2 pCi with a 0.39% error. Comparison of standards A
and B indicates that the activity of standard B is higher, in contrast to the
results of the alpha spectroscopy. However, the difference is small and well
within the expected range of the statistical variation. The average of the
activities of standards A and B is 1271.2 pCi from Ra-226, 1291.7 pCi from
Pb-214, and 1297.3 pCi from Bi-214. The average of all of the measurements is
1286.7 pCi for Ra-226. The difference between the average activity determined
by alpha spectroscopy and that determined by gamma spectroscopy is only 4.85%.
Since the error of pipetting 25 A is larger than that of pipetting 1 ml, the
difference could be largely due to sample preparation. Thus, the activity of

the solution is the average of the activities determined by gamma spectroscopy.

Pitchblende Ore Standard No. 6%

A sample of the ore was dried to a constant weight. Then 0.502 g of the
ore was mixed with 23.451 g of clean beach sand with low specific activity and
the mixture divided into two samples, 6A (11.964 g) and 6B (11.929 g). The
ore made up only 2.096% of the sample. The activities of the samples were
calculated on the basis of the natural abundance of the U-238 isotope (99.28%),
the decay coefficient A (1.537 X 10-1°/year) and the ratio U3/U30g (0.849).
The control sample was prepared with 12.0 g of beach sand. The U-238 activi-
ties of the samples were:

6A 37715 X 10* pCi
6B 3.7605 x 10% pCi
Control 3.50 pCi

*U.S. Atomic Energy Commission, New Brunswick Laboratory. The sample (dried
at 110° C) contained 53.55% Us0g.



79

Since the samples were prepared in 1978, the activity had reached secular
radioactive equilibrium with respect to Po-218, Pb-214, and Bi-214 (radon
daughters).

The results of gamma spectroscopic analysis of this sample are shown in
Table A.7. The mean activities and the detection limits are given in
Tables A.8 and A.9. The mean activity of the members of the U-238 series is
about 3.77 X 10% pCi, with the lowest error (0.16%) for Pb-214 and the highest
(13.69%) for U-234. This activity is in good agreement with the activity of
the standards. The activity of the members of the actinium series is about
1.77 x 10% pCi with the lowest error (1.34%) for Ra-223 and the highest (14.54%)
for Pa-231. The ratio of the specific activity of U-238 to that of U-235 is
21.299, in good agreement with the ratio of 21.348 calculated from the natural
abundances of these two nuclides. The activity of the thorium series in the

ore sample was not detectable (Table A.9).

Pitchblende Ore Standard No. 100%

The activities of selected radionuclides in this reference material have
been carefully and extensively measured (Sill and Willis 1965; Sill and
Williams 1969; Sill and Hindman 1974; Sill 1976). These measurements indi-
cated that the sample was in secular radioactive equilibrium with the recom-
mended activity for the uranium series 6.06 1‘0.04 X 103 disintegrations per

minute per gram (dpm/g) and for the actinium series 2.82 * 0.09 x 102 (dpm/g).

The Percival and Martin (1974) analysis of the same ore sample produced
the activities (at a 95% confidence level) for members of each series.
1.8873 g of the ore was mixed with beach sand to a total weight of 12 g. The
results of this analysis are in Tables A.10, A.11, and A.12.

The mean activity of Pa-234m is 5.587 X 103 pCi with an error of 3.20%

(Table A.11). The activities for the individual lines and the errors of the

*Made available by Claude Sill, Health Services Laboratory, U.S. Energy Research
and Development Administration, Idaho Falls, Idaho.
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measurements of Pa-234m are 5.603 x 10% pCi (4.95%) at 742.8 keV and 5.576 X
103 pCi (4.20%) at 766.4 keV. The lines at 258.4 keV and 1001.1 keV interfere
with the activity of Pb-214 and Bi-214, respectively. The activities from
these lines have been incorporated into the mean value, even though they are
not listed here. The activity of Pa-234m is a measure of U-238 activity under
secular radioactive equilibrium. The activity of the other nuclide in U-238,
Pa-234, could not be determined (Table A.12) since the line at 946.0 keV (a
major line) was not statistically observable. The previously reported activity
for this ore is 6.06 * 0.04 x 10% dpm/g, corresponding to 5.158 x 103 pCi
(Sill 1977; Percival and Martin 1974).

The activity of U-234, calculated from the 53.1 keV line (Table A.10), is
9.837 x 103 pCi (14.73%). However, this line has interference from Pb-214,
but since the mean activity of Pb-214, 5.337 X 103 pCi (3.61%), has been used
for correction of the interference, the activity for U-234 (Table A.11) is a
reasonable estimate for the nuclide. This calculated activity suggests that
the ore sample is not in secular radioactive equilibrium with respect to U-238
and U-234.

Thorium-230 activity was determined (Table A.10) from the 67.6 keV and
the 143.8 keV lines to be 4.788 x 103 pCi (9.7%). The mean Th-230 activity is
shown in Table A.11. The 143.8 keV line has interference from Ra-223 and
U-235. But since the activity of either Pa-234m or U-234 is used for correc-
tion of the interference, the calculated Th-230 activity is a reasonable

estimate. This result suggests a lack of equilibrium between U-234 and Th-230.

The mean activities of Ra-226, Bi-214, and Pb-214 (Table A.11) are 6.063 X
102 pCi (2.59%), 5.316 x 103 pCi (0.2%), and 5.337 x 103 pCi (3.61%) respectively.
The mean activities of Bi-214 and Pb-214 are in good agreement, but the activity
of Ra-226 is 7% higher than the mean activities of the two radon (Rn-222)
daughters. Since the only usable line for Ra-226 is 186.0 keV (Table A.10),
and this line is in interference with U-235 activity at 185.7 keV, the 7% may
be introduced from the U-235 correction. The mean U-235 activity (Table A.11)
is 1.875 X 102 pCi (6.55%). If the ratio of the activity of U-235 to that of
U-238 is proportional to the ratio of the natural abundance of U-235 to that
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of U-238, then, on the basis of the Pa-234m activity, that of U-235 should be
2.617 X 102 pCi. The activity of U-235 was determined from the following
lines: 114.4 keV [1.301 x 102 pCi (10.55%)], 139.8 keV [1.873 x 103 pCi
(12.90%)], 163.3 keV [3.785 x 102 pCi (7.6%)], 194.9 keV [6.836 x 102 pCi
(15.35%)], and two lines at 143.8 keV and 241.9 keV, both complicated by
interference. The mean U-235 activity is 1.875 X 102 pCi (6.55%) (Table A.11),
with a range of 1.3 X 102 to 6.84 X 102 pCi. Thus, the 7% difference between
the Ra-226 activity and those of Bi-214 and Pb-214 is not significant, and a
better estimate for the Ra-226 activity is the average of the mean activities
for Bi-214 and Pb-214, 5.327 X 103 pCi, Jhich is in agreement with those
reported by Percival and Martin (1974) and Sill et al. (1977).

The activity of Pb-210 [5.928 X 103 pCi (1.10%)] is 10% larger than the
radon daughter activities. This difference seems to be significant and needs
further evaluation. The mean activities of the U-235 daughters (Table A.11)
are 2.401 x 102 pCi (1.52%) for Rn-219, 2.249 x 102 pCi (1.82%) for Th-227,
2.367 x 102 pCi (1.53%) for Ra-223, and 2.116 x 102 pCi (27.5%) for Pa-231.

The activity of Pa-234m, estimated from the average activity of the
actinium series, is 4.88 X 103 pCi, which is smaller than the mean activity of
Pa-234m shown in Table A.11, 5.587 X 103 pCi. The activity of Th-234 is
5.428 X 103 pCi (1.30%), which is in agreement with the Pa-234m activities
measured directly from the spectrum. Thus, the differences between U-238,
U-234, and U-235 may not be an artifact and, although small, (about 10%) may

be a real observation.
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Table A.l1. Gamma Spectrographic Analysis of Radium Standard A

RA STANDARD A COMPLETE EQULIBRIUN

COUNT TIME (SEC)s  1.50000E 05

ENERGY CAL IBRATION
ID: NOV. 17/80 OFF=80 GAIN=100/Fé

EFFICIENCY CALIBRATION 1
ID: NOV. 12/80 OFF=80 G=100/F6 E=155/610/2000

EFFIC. CORRECTED COUNT RATE

CUUoOoOUVNOoOUNUNOoOUNOoOoUVOSUoOoouUW

REGION: 1 T0 4000
PK.  CENTR. CENTR. ERROR  FUHM AREA CNT. RATE  ERROR
NO. CHAN. KEV ~ CHAN. KEV COUNTS CNTS/SEC X AREA
1 16.5 29.99  1.73 1.42 806 1.1688E-01  42.8
2 37.9 35.86 0.01 1.23 727074 9.02595E 01 0.3
i 79.7 45.48 0.10 1.26 6446 5.6494E-01 4.9
L] 98.8 93.09  0.07 1.21 5142 4.0245E-01 2.9
3 173.2 74.90 0.04 1.26 47116 2.9024E 00 1.3
6 181.1 77.26  0.02 1.26 83147 5.0457E 09 0.8
7 189.0 79.63 0.21 1.26 5312 3.1773E-01 8.2
8 204.1 B4.16 0.15 1.37 3279 1.9180£-01 V2
9 215.8 87.68 0.03 1.37 24141 1.623/E 00 1.9
10 224.9 90.43 0.05 1.37 10495 6.0045E-01 2.7
1" 234.46 93.34 0.33 1.37 1271 Z-2210E-02 13,5
12 557.0 186.35  0.03 1.32 23254 2.03866E 00 1.0
13 749.0 242.21 0.03 1.28 30683 3.4697E 00 1.0
14 806.9 259.04 0.1 1.26 1779 2.1521E-01 4.9
15 861.2 274.83  0.17 1.50 1245 1.6022E-01 7.8
16 932.1 295.47  0.01 1.33 . 64061 8.9183E 00 0.5
12 1127.2 352.24  0.01 1.36 101104 1.7173E 01 0.9
18 1244.5 386.97 0.25 1.25 544 1.0283E-01 12.5
19 1254.2 389.21  0.21 1.25 862 1.6401E-01 99
20 1480.8 455.15  0.39 1.68 490 1.1036E-01 12.9
21 1504.3 462.02  0.49 1.19 27y $.3807E-02 24,35
22 1508.9 463.36 0.59 1.19 218 5.0004E-02 25.40
23 1532.3 470.17  0.50 1.18 263 6.1222€-02  24.10
24 1569.4 480.97  0.27 L7 630 1.5003E-01 11.85
2ol 55157 487470 0,280 Toal 677" 1.6339€-01 ~12.00

o

R



2 1673.1 511,13
27 1752.3  S34.23
28 1911.8  580.48
29 2012.1  609.88
30 2205.0  646.08
N 23349 703.93
322 2391.9  720.53
33 2470.0  743.28
34 2558.8 769.15
35 2418.9  786.64
36 2488.6  806.95
37 2801.6  839.86
18 3128.0  934.95
39 3231.2 965.00
40 3533.7  1053.10
M 3748.0  1121.29
42 3887.8  1156.17
43 3950.3  1174.36
A4 3965.1  1178.68

ISOTOPE ANALYSIS
UNITS s PCI/
CONVERSION FACTOR :
SIZE : 1.0000€ 00

PEAK ANALYSIS

PK CENT NUCL IDE
KEV

1 29.9

2 35.8

3 4.4 PB 210

L} 53.0 PB 214
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0.44 1.78
0.41 1.52
0.29 1.15
0.01 1.51
0.1 1.51
0.26 1.40
0.42 1.88
0.23 1.36
0.06 1.63
0.13 1.65
0.11 1565
«l2 1.46
0.08 1.65
0.32 1.06
0.57 1.69
0.03 177
0.12 1.60
1.96 .15
0.01 1.19

1.0000E 06

TYPE  GAMMA

KEV

46.5

53.1

(cont'd)

1082
387
404

62088

1669
427
379
409

513

1273

1271
670

2574
260
220

11400

1184

210
776315

ACTIVITY

4.6358E 02

2.7370E-01
1.0233E-01
1.1715E-01
1.9247E 01
9.9188E-01
1.4825E-01
1.3444E-01
1.4940E-01
1.9377€ 00
4.91468E-01
5.0385€E-01
2.7696E-01
1.1978E 00
1.2546E-01
1.1745E-01
6.5360E 00
7.0191E-01
1.2656E-01
4.6968E 02

SN

)
oS uoc UL Lth o

N

SO HOCOMOMN O

LB WD O

% ERROR

4.00



274.8

295.4
352.2

386.9
389.2
455.1
462.0
463.3

480.9
48/.4
511.1
534.2
580.6
609.8
666.0
703.9
720.5
743.2
769.1
786.6
806.9
839.8
934.9
965.0
1053.1
1121.2
1106.1
1174.3
11786.6

PB

BI

226
214
214
214
214
214
214
211
214
214
214
214

214
214
214

214

214
214

214

214
214
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186.0
241.9
259.1
274.5
274.8
295.2
351.9

2 351.9

386.8
388.9
454.9
462.2

768.5

806.2
839.1

964.1

1120.2
115%.1

(cont'd)

1.2628E
1.2249E
2.7744E

1.2235E

0E
1.4446E
1.3371E
1.3272E
9.2306E

9.9550E
1.2327E
1.2579E

1.1410E

1.3080E
1.1426E

1.0484E

1.2631C
1.1844L

03
03
03

02

03

03

03
03

03

K
03

1.00
1.05
4.95

14.30
0.60
4.25

1.80



85

Table A.2. Mean Activities of Nuclides in Radium Standard A
MEAN ACTIVITIES

NUCLIDE TYPE  ACTIVITY % ERROR % CHIS@ HALFLMIN]
RA 224 1.2628E 03 1.00

PB 210 4.6358E 02 4.00 g $.:g§ gg
BI 211 2 0E 00 0 0 Z.IgE 00
PB 214 1.2261E 03 0.48 2,78 2.67E 01
BI 214 1.2344E 03 0.46 0.84 1:975 01

Table A.3. Detection Limits of Nuclides in
Radium Standard A

DETECTION LIMITS

NUCL IDE TYFE  GAMMA - ACTIVITY % EKROR

aC 227 85.6  2.00/UE 04
TH 228 215.9  4.0991E 02
RA 224 241.0 1.8082E 03
PB 212 238.6  3.2486E 00
TH 231 108.4 5.6787E 01
TI 210 1110.0 1.9561E 03
PO 214 799.5 5.6526E 03
FR 223 234.0 2.9042E 03
FB 211 45.4  3.6726E 01
RN 219 271.2  1.1340E 01
TH 234 63.3 5.7963E 01
PA 234 946,0 5.4813E 03
TH 230 67.7  3.3480E 02
U 235 143.8 1.1040€ 01
fH 227 235.9  8.9203E 00
RA 223 269.4  1.0016E 01
PA 231 302.5 8.4109E 01
PA 234M 1001.0 3.1494E 02
AC 228 £83.2  1.0925E 01
TI 208 860.6  7.3245E 01

BI 212 473.5 1.1683E 01
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Table A.4. Gamma Spectrographic Analysis of Radium Standard B

RAMIIN 226 STANLARD B EQUILIBRIUM

COUNT TIME (SEC):  1.50000E 035

ENERGY CALIBRATION
ID: NOV. 17/80 OFF=80 GAIN=100/F6

EFFICIENCY CALIBRATION 1
ID: NOV. 12/80 OFF=80 G=100/F6 E=155/610/2000

EFFIC. CORKECTEL CUUHT KATE

REGION: 110 4000
PK.  CENTR. CENTR. ERROR  FWHM AREA CNT. RATE  LRKUK

NO. CHAN. KEY  CHAN._  KEV COUNTS CNT9/5EC X AREA
1 22.2 31.53  0.02 0.50 1331 1.8082E-01 58.20
2 42.6 37.16 0.01 1.17 777849 8.6740E 01 0.30
3 73.9 46.42  0.09 1.25 6952 6.1432E-01 3.23
4 98.9 53.12 0.1 1.21 5723 4.4772e-01 4.10
b 124.4 60.51 0.67 1.45 8351 6.0023E-02 25.95
6 173.2 74.92  0.03 1.30 91785 3.2020E 00 1.10
7 181.1 77.25 0.02 1.30 90606 5.4960E 00 0.85
8 188.7 79,35  0.13 1.30 6698 4.0081E-01 5.69
9 204.1 84.14 0.43 1.30 1981 9.1316E-02  20.85
10 2159 87.71 0.v4 1.30 28863 1.6652E 00 1.65
1" 225.0 90.44 0.07 1.30 10544 6.0324E-01 3.20
12 556.9 186.33  0.02 1.2 23563 2.1141E 00 1.09
13 749.0 242.20 0.03 1.28 33604 3.7999E 00 0.90
14 807.0 209.07  0.14 1.49 2352 2.8456E-01 9.9%
15 861.4 274.95 0.24 1.41 130¢ 1. 2639L-1 Y.49
16 932.1 295.47 0.01 1.44 126 9.9017E 00 0.30
Eae b P P [ 1.3 112438 1.909/E 1 0.45
18 1247.5 d87.24 1521 1.70 632 1.1956E-01 £8.40
19 1480.9 455.21 0.24 1.74 564 1.4956E-01 12.30
20 1505.1 462.23 0.52 1.75 394 9.0150E-02 15.70
21 1569.3 480.95 0.23 1.53 gy 1.9646£-01 10./0

2 1591.8 4H".49 - R029H 1.68 844 2.0370E-01 10.35

S s okt



1673.9
1751.5
1911.4
2012.0
2204.9
2334.2
2392.0
2469.7
2558.7
2618.9
2688.8
27580
2801.5
3128.0
2230.7
Bo o
3767.9
3887.7
3949.9
39648.9%

511.38
533.99
580.57
609.87
666.06
703.71
720.54
743.17
769.11
786.64
807.01
826.73
839.85
934.93
964.85
1071.13
1121.29
1156.15
1174.24
1179.77

1SOTuFL ANALYSIS

UNITS =

PCl/

CONVERSION FACTOR :

e S1ZEn:

PEAK ANALYSIS

PK

CENT
KEV

31.5
37.1
46.4
u3.1

60.5
74.9
77.2
79.5
84.1
87.7
90.4
186.3
242.2
259.0
274.9

1.0000E 00 ~
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0.49 1.78
0.32 1.00
0.27 1.29
0.01 1.51
0.09 1502
0.28 1.50
0.29 1.55
0.34 1.93
0.0 1.495
0.13 1.65
0.1 1.62
0.68 1.04
0.16 ey
0.08 1=77
0.44  1.76
0.36° 1.1
0.04 1.75
0.1 1.90
1.25 1.16
0.01 1.16

NUCLIDE TYFE

FB 210
PB 214

RA 226
PB 214
PB 214
BI 214
PB 214

1.0000L 08

GAnMA

KEV

46.3
53.1

186.0
241.9
259.1
274.5
274.8

(cont'd)

951
279
498
6d4.
175
G938
409
447
5675
1327
1391
130
goy
2949
Sd2
178
12386
1488
227

778678

ALTLVLTY

4.999/L 02

1.2794E 03
1.3415E 03
3.6680E 03

— NN AP — = — 1 P — gy N
. .

1.8429L-01
9.6907E-02
7.1013E 00
8.8212€-01
1.3679E-01
4.71%6E 02

LECAY CUEKR

5.0001E 02

1.2796E 03
g.7098E 04
2.3806E 05

9,95
24,590
14.35

0.495

3.79
11.60

-
M 0O W
oo
(=]

.
o

L
[ - S 4
=
© Crocr ot

.

. P
D O~ LN 0O O L & M) O~

o
O N GIO UM
. . .

rraAno ol

% ERECK



BI

W

BI

BI

BI‘

214
214
201
214
214
214

214
214
214
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295.2
351.9
2 351.9
386.8
454.9
462.2

768.5
806.2
839.1
964.1

1120.2
11551

(cont'd)

1.3584E
OE
1.3297€

1.7985E
1.3035€

1.2840E
1.4315E
1.4819E
1.5407E

13728
1.4886k

03
00
03

03
03

03
03
03

03
03
03
03

03
23

8.8165E

OE
1.1697E
1.0820E
8.4601L

v4

00

04

7.9¢42E 04

1.1998E
1.14/76k

1.1100E

1.2592E

1.3035E

1.3552E

1.2071E

1.40%4k o

=
croer

0.40

0
28.40
12.30
15.70
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Table A.5. Mean Activities of Nuclides in Radium
Standard B

MEAN ACTIVITIES

NUCL IDE TYPE  ALTIVITY % ERROR % CHls0 HALFLAIN]

RA 226 1.2796E 03 1.05 0 d.40E wd
KB 210 4.9997€ 02 3.2 0 1.17E 07
BI 211 2 _OE 00 0 2.15E 00
PB 214 1+ 3573€ 03 0.24 1ol 02 S G2k
BI 214 1.3602E 03 0.39 0.8 1.97E 01

Table A.6. Detection Limits of Nuclides in Radium
Standard B

DETECTION LIMITS

NUCLIDE TYPE  GAMMA ACTIVITY % ERROR

AC 227 85.6 2.2347E 04
TH 228 215.9  5.3194E 02
KA 224 241.0 1.9657€ 03
FB 212 238.6  4.0372E 00
TH 231 108.4  4.1511E 01
TI 210 1110,0  1.6973E 03
FO 214 799.5 5.4375E 03
FR 223 254.0 2.4507E 03
PB 211 65.4 2.9594E 01
RN 219 271.2  1.2235E 01
TH 234 63.3  A.19964E 01
PA 234 946.0  6.4643E 03
H 230 67.7  3.9545E 02
U 235 143.8  1.2859E 01
TH 227 235.9  9.4196E 00
RA 223 269.4  9.9645t 00
PA 231 302.5  1.0159E 02
PA 234N 1001.0  3.4008E 02
AC 228 583.2 1.0993E 01
TI 208 860.6  5.3944E 01

BI 212 473.5  1.4063E 01
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Table A.7. Gamma Spectrographic Analysis of the Pitchblende

ISOTOPE ANALYSIS
UNITS : PCI1/
CONVERSION FACTOR :
SIZE : 1.0000E 00

FPEAK ANALYSIS

Ore Standard No. 6

1.0000E 06

PK CENT NUCLIDE TYPE  GANNA ACTIVITY
KEV KEV
1 46.6 PB 210 46.5 3.8421E 04
2 5051
3 9583 APRw2TA Sl
U 234 2 53.2 3.7702E 04
4 63.3 TH 234 3.3  3.6528E 04
5 &7, - TH, 230 82?23 7139E 04
[ 93.4
rd Snd
8 98.5
9 29 59
10 100.2
" 103.9
12 106.8
13 110.6
" 19056 ~=TH 207 Igis 1.76648E 03
15 YIS U 235 115.2  1.6404E 03
14 116.4 TH 227 1b6.5 % A1 4200E"03
17 124.2
18 18252
19 144.0 RA 223 144.2
U 235 143.8
TH 230 144.,2
20 154.3  RA 223 154.3  1.8230E 03
21 158.6 kA 223 158.4  1.8684E 03
22 163.4 U 235 163.3  1.2670E 03
23 163.4
24 1iB3.7
25 184.5
26 186.1 U 235 1B R
KA 224 . 186.0 3.4948E 04
27 195.% 4 235 194.9  4.446364E 03
28 202318 IR 2EY 202.1 1.7666E 03

X ERROR

13.69

fed

2
e

o

B —
P Sy
© o

8.95
10.55
13.350
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O PN - -

PO P P PO PD FD P D 1D 1D

NN b -
& - 0O O0ODMO IO O
E .

386.9
389.0
401.9
404.7
405.5
427.

445.0
455.0
462.0
470.0
474.7
480.6
482.2
486.9
487.6
510.2
317.0
518.2
533.8
543.5
572.8
580.3
609.5
616.3
638.5

N - -

N Y —-

N

'U
>

RO IO PO RO R 1D 1D RO P p0 1O 1D P 1D 1D

P — PO P P P 1D W P ) — PO L — —

m ™
— o
P
-_ b w

™ o
——
N
o b

RN 219
BI 214
kA 223
BI 214
PE-214

EI 214
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210.7
235.9
241.9
256.2
258.4
2591
269.4
2712

® O0O®®WN O oro— 0 LI

1210 = © 0 00 mM J I
NOH BNV ONDO DD

i e B I S B R R I S R S 26 )
«—

(cont'd)

1.8970E 03
1.7620€ 03
3.7855E 04
1.7742E 03
3.7715E 04
3.7715E 04
1.7031E 03
1.6749E 03

1
1
3

-
.

=
7
7

927E 0T
808E 03
633E 04

1.75859E 03
1.9647E 03
1.9402E 03
1.7681E 03

J.7680E 04
J.9566E 04
1.7623E 03

J.7869E 04

2.1567E 04

716E 04
S504E 04

1.55



639,
649.

?
6

665.4

668.
468.
481,
690.
690.
691
703.
720.
732,
742,
23
768,
786.
806.
821,
826.
832.
839.
847.
904.
934,

964.

986.

987.
1001,
1052,
1070.
1096.
1102,
1110,
1120.
1133.
1155,
177

1182,

Nes o0 eu®

1
1
7
0
!

3

3
0
2
8
1
é
1
4
S
3
2
3
1
[
3
4
)
8
3
2
3

()

PA

BI

Bl

BI

BI

PA

BI

BI

2340

214

214

214

234M

214
214
214
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665.6

742.8

768.5

806.2

839.1

964.1

1001.0

(cont'd)

J.6863E

J.7686E

3.7715€

3.7834E
3.7775€
3.7838E

04

04

04

04

04

04

04

04

48.

N o

55
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Table A.8. Mean Activities of Nuclides in
Pitchblende Ore Standard No. 6

MEAN ACTIVITIES

NUCLIDE TYPE  ACTIVITY y ERROR % CHISQ

U 234 2 3.7702E 04 13.69 0
RA 226 2  3.46568E 04 8.95 0
PB 210 3.8421E 04 1555 0
RN 219 1.6883E 03 1.36 1.86
BI 211

TH 234 3.4528E 04 0.95 0
TH 230 3.7139E 04 2.55 0
PB 214 3.7785E 04 0.16 0.13
U 235 1.7606E 03 3.09 10.44
TH 227 1.7683E 03 1.48 0.81
RA 223 1.7370E 03 1.34 2.03
Bl 214 3.7709E 04 0.21 0.16
PA 231 1.7793E 03 14.54 0.88
FA 2344 3.7716E 04 1.51 0.00

Table A.9. Detection Limits of Nuclides in
Pitchblende Ore Standard No. 6

DETECTION LIMITS

»

NUCLIDE TYPE  GAMMA ACTIVITY

AC 227 160.0 1.1408E 05
TH 228 217. 3.3133E 03
RA 224 240.9 7.2667E 04
PB 212 238.6  2.5422E 01
Bl 212 1078.8  3.8601E 03
TH 231 58.5 3.8462E 03
TI 210 789.2  4.9170E 04
PO 214 799.5 5.5953E 04
FR 223 234.0 7.3529E 04
FB 211 65.4 1.8301E 03

FA 234 946.0 5.3890E 04
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Table A.10. Gamma Spectrographic Analysis of Pitchblende
Ore Standard No. 100

SANPLE ORE SILL.DECEHBER 4.1980

COUNT TIHE (SEC):  3.30000E 05

ENERGY CALIBRATION
Id: NOV. 17/80 OFF=80 GAIN=100/Fé

ISOTOPE ANALYSIS

UNITS = PCI/

CONVERSION FACTOR =  1.0000E 04
SIZE : 1.0000E 00

PEAK AHALYSIS

PK CENT NUCLIDE TYPE  GAHHA ACTIVITY % ERROR

KEV KEV

1 48.5 PB 210 46.5  5.9284E 03 1.10
2 49.9
3 53.1  PB 214 53.1

T b e 53.2 9.8345E 03  14.73
4 6317 TH 234 63.3  5.4280E 03 1.30
5 87.1 :
6 67.6  TH 230 67.7  4.7884E 03 9.70
Phae SRS R 115.2  1.3008E 02  10.55
Ak S103.p
9130265 R 219 130.8  4.5691E 02 14.90
R R OO e 140.8  1.8730E 03  12.90
11 143.8 RA 223 144.2

U 235 143.8

TH 230 144.2
12 154.1 BI 212 2 154.0 1.8974E 02  43.43

RA 223 154.3
IR e S 163.3 '3.7853E 02 7.60
4.0 - UtE5E
i B RS 1859.7

RA'226 2 186.0  4.0430E 03 2:59
160 195.8 1 () ¥ag5 194.9  6.8355E 02 15.35
17 205:2 '
18 210.4 TH 227 210.7  2.3990E 02 14.70
19 235.9 - IH:227 235.9  2.2447E 02 S2215
20-- . 241.9. =235 240.9

PB 214 © 241.9

RA 224 2 241.0  A.94465E 01 635.33
21 25641 TH 227 256.2  2.37B4E 02 4.10



260.1
269.3
271.1
273.5
274.7

283.6
286.1
295.1

.299.9

314.3

323.8

329.8
338.0

362.4
386.7
388.8
401.7
404.8
405.6

427.1°

444.9
454.7
451.7
489.6
474.3

480.3
487.0
510.1
511.8
533.6
543.1
572.7
580.1
595.8
609.2

PA 234K

FB
RA
RN

PB

81

Table A.10.

214

-223

219

214
214
231
227
212
214
231
227
227

.223
227"

214
223

214
211

214
214
219
214
223
214
214

212
214

214

214
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(cont'd)

258.4

259.1

"289.4  2.3477E
271.2  2.3885E
274.5

274.8

283.6  2.1160E
286.1  2.4728E
295.1 0F
295.2

299.9

299.9

314.8° 2.8332E
323.8  2.5825E
329.9  1.B60IE
338.3

338.3

351,

351.9 0F
3846.8 5.5719E
388.9  5.5232E
401.8  2.4611E
405.7  2.7965E
445.0°  3.4134E
454.9  5.2782EF
462.2  5.5937E
473.5 OE
474.6

580.3 5.2508E
$09.5 5.3223E

02
02

02

02
00

02
02

02

03

03

02

E 03

02
03
03

00

03

27.
21.25

16.05
3.85
8.05

4.33

0.25



665.4
683.1
703.1
708.0
719.8
742.5

752.7

766.2
768.3
785.9
806.1
821.2
826.2
832.0
839.1
846.8
934.1
954.1
1001.1

1051.9
1070.0
1096.5
1103.9
1120.2
1133.7
1155.1
1173.0
1177.9
1181.0
1182.3

BI

PA

PA
BI

BI

BI

BI
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Table A.10. (cont'd)

214 645.6
2341 742.8
234K 766.4
214 768.5
214 806.2
214 839.1
214 964.1
234} 1001.0
214 1000.0
214 1120.2
214 1133.8
214 1155.1

5.3320E

5.6025E

9.9756E
4.9228E

5.3653E

5.2099E

5.6502E

5.3665E
5.0539E
5.4549E

03

03

03
03

03

03

03

03
03
03

1.45

4.20
0.95

1.95

2.85

4.20
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Table A.l1l. Mean Activities of Nuclides in
Pitchblende Ore Standard No. 100

HEAN ACTIVITIES
NUCLIDE T*PE ACTIVITY % ERROR % CHISQ

U 234 9.8345E 03 14,73

2.
RA 226 2 5.0630E 03  2.59 8
FB 210 5.9284E 03 1.10 0
RA 224 2 4,9465E 01 635.33 0
RN 219 2.4009E 02 1.52 3.48
BI 211 2 “0E 00 0 0
TH 234 - 9.4280E 03 1.30 0
TH 230 4.7884E 03 ?.70 0
FB 214 5.3374E 03 3.61 2.56
U 235 1.8749E 02 6.55 43.5¢6
TH 227 2.2492E 02 1.82 2.64
RA 223 2.3670E 02 1.53 2.81
BI 214, '5.3164E 03 .20 0.36
BANZST 2.1160E 02 27.50 0
FA 2344 9.95868E 03 3.20 0.23

Bl 212 2 3.0246E-01 1087.88 17469.73

Table A.12. Detection Limits of Nuclides in
Pitchblende Ore Standard No. 100

»

DETECTION LIMITS

NUCLIDE TYPE GAHHA ACTIVITY 7% ERROR

AC 227 160.0 1.9260E 04
TH 228 -215.9  6.5498E 02
PB 212 238.6  4.5991E 00
TH 231 . 98.5  9.46317E 02
TI 210 1110.0  2.2354E 03
PO 214 799.5 7.8717E 03
FR 223 234.0 2.3973E 04
FB 211 65,4 5.2409E 01
FA 234 946.0 1.2358E 04
AC 228 583.2 9.5373E 00

TI 208 '860.6 B.7964E 01
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APPENDIX B. POLYNOMIAL COEFFICIENTS FOR THE EFFICIENCY FUNCTION
AND STATISTICS OF LEAST-SQUARES FIT OF DATA

REGION 1 (40-145 keV)

Number of iterations = 1

Standard deviation of point of unit weight = 0.00257348440848

R-square (goodness-of-fit statistic) = 0.974415106629

s W N = e

Parameter Ai

-0.0627222839251

0.00425700978636

-3.104655584E-5
6.447985728E-8

REGION 2 (145-610 keV)

Number of iterations = 1

Standard deviation of point of unit weight

Std. Dev. Ai

0.02144994537

7.399956887E-4
7.823006845E-6
2.595272286E-8

0.00124982157664

R-square (goodness-of-fit statistic) = 0.996085202934

S WO =R

Parameter Ai

0.16187659187
-6.496720091E-4

1.085893015E-6
-6.526909298E-10

REGION 3 (610-1400 keV)

Number of iterations = 1

Std. Dev. A,
i

0.00482823092357

4.454643661E-5
1.272990093E-7
1.135229486E-10

Standard deviation of point of unit weight = 5.921878727E-4

R-square (goodness-of-fit statistic) = 0.96544587054

5 W N =

Parameter Ai

0.107576619786
-2.40695096E-4

2.079626197E-7
-6.195007511E-11

Std. Dev. A,
il

0.0190544950311
5.700447101E-5
5.561226132E-8
1.775279105E-11
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